CETIFICATION

SDG No: 1C21229 Laboratory: Accutest, New Jersey
Site: BMS, Building 5 Area, PR Matrix: Soil/Groundwater
Humacao, PR
SUMMARY:  Groundwater and soil samples (Table 1) were collected on the BMSMC facility — Building
5 Area. The BMSMC facility is located in Humacao, PR. Samples were taken May 27,
2016 and were analyzed in Accutest Laboratory of Dayton, New lersey for the ABN TCL
Special List (1,4-Dioxane and Naphthalene were analyzed following the SIM technique);
TCL pesticides list; and for low molecutar weight alcohols (LMWA) the results were
reported under SDG No.: JC21229. Results were validated using the latest validation
guidelines {July, 2015) of the EPA Hazardous Waste Support Section. The analyses
performed are shown in Table 1. individua) data review worksheets are enclosed for
each target analyte group. The data sample organic data samples summary form shows
for analytes results that were qualified.
In summary the results are valid and can be used for decision taking purposes.
Table 1. Samples analyzed and analysis performed
SAMPLE ID SAMPLE MATRIX ANALYSIS PERFORMED
DESCRIPTION
JC21229-1 SB102 (5.5-6.5) Soil ABN TCL special list; 1,-4-
dioxane and Naphthalene (SIM);
Pesticides TCL list; LMWA
JC21229-2 SB102 (7-8) Saoil ABN TCL special list; 1,-4-
dioxane and Naphthalene (SIM);
Pesticides TCL list; LMWA
JC21229-3 SB102-GWD Groundwater ABN TCL special list; 1,-4-
dioxane and Naphthalene (SIM);
Pesticides TCL list; LMWA
JC21229-4 BPEB-30 Equipment Blank ABN TCL special list; 1,-4-
dioxane and Naphthalene (SIM);
Pesticides TCL list; LMWA
Reviewer Name: Rafael Infante
Chemist License 1888
Signature: M ”v‘ﬂ Q/
Date: June 24 2016 !




Raw Datd: DIZIIAFAY

5GS Accutest
Report of Analysis Page 1 of 3
Client Sample ID: SB102 (5.5-6.5)
Lab SampleID:  JC21228-1 Date Sampled: 05/27/16
Matrix: S0 - Sail Date Received: 05/28/16
Method: SWB46 8270D SW846 3546 Percent Solida: 78.6
Project: BMSMC, Building 5 Area, PR
FileID DF Apalyzed By Prep Date Prep Batch  Analytical Batch
Run #1 6P26712.D 1 06/06/16 AC 06/02/16 0P94419 E6P1219
Run #2
Initial Weight Final Volume

Run #1 304g 1.0 ml
Run #2
ABN TCL. Special List
CASNo. Campound Result RL MDL VUnits Q
95-57-8 2-Chlorophenel ND 84 21 ug/kg
59-50-7 4-Chloro-3-methyl phenol ND 210 26 ug/kg
120-83-2  2,4-Dichlerophenol ND 210 36 ug/kg
105-67-8  2,4-Dimethylphenol ND 210 74 ug/kg
51-28-5 2,4-Dinitrophenal ND 210 160 ug/kg
534-52-1  4,6-Dinitro-o-cresol ND 210 45 ug/kg
95-48-7 2-Methylphenol ND 84 27 ug/kg

3&4-Methylphenal ND 84 34 ug/kg
88-75-5 2-Nitrophenal ND 210 28 ug/kg
100-02-7  4-Nitrophenol ND 420 110 ug/kg
87-86-5 Pentachlorophenol ND 210 39 ug/kg
108-95-2  Phenol ND 84 22 ug’kg
58-90-2 2,3.,4,6-Tetrachlorophenol ND 210 28 ug/kg
95-95-4 2,4,5-Trichtorophenol ND 210 3 ug/kg
88-06-2 2,4,6-Trichlarophenol ND 210 25 ug/kg
83-32-9 Acenaphthene ND 42 4 ug/kg
208-96-8  Accnaphthylene ND 42 21 ugfkg
98-86-2 Acetophenone ND 210 9.0 ug/kg
120-12-7  Aanthracene ND 42 26 ug/kg
1912-24-9  Atrazine ND 84 18 ug/kg
56-55-3 Benzo(a)anthracene 17.2 42 12 upkg ]
50-32-8 Benzo{a)pyrene ND 42 19 ug’kg
205-99-2  Benzo(b){luoranthene ND 42 18 ug/kg
191-24-2  Benzo{g,h,i)perylene ND 42 21 uglkg
207-08-9  Benzo(k}{luoranthene ND 42 20 ug/kg
108-53-3  4-Bromophenyl phenyl ether ND 84 16 ug/kg
85-68-7 Butyl benzyl phthalate ND 84 10 ug/kg
92-52-4 1,1'-Biphenyl ND 84 5.7 ug/kg
100-52-7  Benzaldehyde ND 210 10 ug/kg
91-58-7 2-Chlaronaphthalene ND 84 10 ug/kg
106-47-8  4-Chloroaniline ND 210 15 ug/kg
86-74-8 Carbazole ND 84 6.1 up/kg

ND = Not detected MDL = Method Detection Limit ] = Indicates an estimated value
RL = Reparting Limit B = Indicates analyte found in associated method bhlank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound



SGS Accutest

Report of Analysis Page 2 of 3
Client Sample ID: SB102 (5.5-6.5) -
Lab Sample ID:  JC21228-1 Date Sampled: 05/27/16 it
Matrix: SO - Sail Date Received: 05/28/16
Method: SWB46 8270D SW846 3546 Percent Solida: 78.6
Project: BMSMC, Building 5 Area, PR
ABN TCL Special List
CASNo. Compound Result RL MDL Units Q
105-60-2 Caprolactam ND 84 17 ug/kg
218-01-9  Chrysene ND 42 13 ug/kg
111-92-1  bis(2-Chloroethoxy)methane ND 84 9.0 ug/kg
111-44-4  bis(2-Chloroethyljether ND 84 18 ug/kg
108-60-1 bis(2-Chloroisopropyl)ether ~ ND 84 15 ug/kg
7005-72-3  4-Chlorophenyl phenyl ether ND 84 14 ug/kg
121-14-2  2,4-Dinitrotoluene ND 42 13 ug/kg
G06-20-2  2,6-Dinitrotoluene ND 42 21 upfig
91-94-t 3.3'-Dichlorabenzidine ND 84 35 ug/kg
53-70-3 Dibenzo(a,h)anthracene ND 42 18 ugp/kg
132-64-9  Dibenzofuran ND 84 17 ug/kp
84-74-2 Di-n-butyl phthalate ND B4 6.8 ug/kg
117-84-0  Di-n-octyl phthalate ND 84 10 up/kg
84-66-2 Diethyl phthalate ND 84 8.9 ug/kp
131-11-3  Dimethyl phthalate ND 84 74 ug/kg
117-81-7  bis(2-Ethylhexyl)phthalate ND 84 9.8 ug'kg
206-44-0  Fluoranthene 48.5 42 19 ug/kg
86-73-7 Fluorene ND 42 19 ug'kg
118-74-1  Hexachlorobenzene ND 84 11 ugfkg
87-68-3 Hexachlorobutadiene ND 42 17 ug/kg
11-47-4 Hexachlorocyclopentadiene ~ ND 420 17 ug/kg
67-72-1 Hexachloroethane ND 210 21 up/kg
193-39-5  Indena(l,2,3-cd)pyrene ND 42 20 up/kg
78-59-1 Isophorone ND 84 5.0 up/kg
90-12-0 1-Methylnaphthalene ND a4 8.2 ug/kg
91-57-6 2-Methylnaphthalene ND 84 9.5 ug/kg
88-74-4 2-Nitroaniline ND 210 9.9 up/kg
99-09-2 3-Nitroaniline ND 210 10 ug/kg
100-01-6  4-Nitroaniline ND 210 11 ug/kg
98-95-3 Nitrobenzene ND 84 16 ug/kg
621-64-7  N-Nilroso-di-n-propylamine  ND 84 12 ug/kg
86-30-6 N-Nitrosodiphenylamine ND 210 15 ug/kg
85-01-8 Pheganthrene 27.0 42 14 ugkg ]
129-00-0  Pyrene 40.0 42 13 ughkg ]
95-94-3 1,2,4,5-Tetrachlorabenzene =~ ND 210 1 ug’kg
CASNo.  Surrogate Recoveries Run# 1 Run# 2 Limits
367-12-4  2-Flucrophenol 65% 30-106%
4165-62-2  Phenol-d5 69% 30-106%

ND = Not detected MDL = Method Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N - Indicates presumptive evidence of a compound



SGS Accutest

Report of Analysis Page 3 of 3
Client Sample ID: SB102 (5.5-6.5)
Lab SampleID:  JC21229-1 Date Sampled: 05/27/16
Matrix: SO - Sail Date Reccived: 05/28/16
Method: SWE46 8270D SW846 3546 Percent Solida: 78.6
Project: BMSMC, Building 5 Area, PR
ABN TCL Special List
CASNo.  Surrogate Recoveries Run# 1 Run#2  Limits
118-79-6  2,4,6-Tribromophenol 68% 24-140%
4165-60-0  Nitrobenzene-d5 79% 26-122%
321-60-8  2-Fluorchiphenyl 85% 36-112%
1718-51-0  Terphenyl-d14 90% 36-132%

ND = Naot detecied MDL = Methed Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E - Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound



‘Raw Data: ' JECEA R3]

SGS Accutest
Report of Analysis Page 1 of 1
Client Sample ID: SB102 (5.5-6.5) "
Lab SampleID:  ]C21229-1 Date Sampled: 05/27/16 N
Matrix: S0 - Seil Date Received: 05/28/16 w2
Method: SW846 8270D BY SIM SW846 3546 Pearcent Salide: 78.6 -9
Project: BMSMC, Building 5 Area, FR i
File 1D DF Analyzed Prep Date Prep Batch  Anatytical Batch
Run #1 3M62168.D 1 06/11/16  ]] 06/02/16 0P94419A E3M2930
Run #2
Initial Weight Final Volume
Run #1 04g 1.0 m]
Run #2
CASNo. Caompound Result RL MPL Units Q
123-91-1 1,4-Dioxane ? ND 4.2 0.84 ug’kg
91-20-3 Naphihalene ND 4.2 .51 ug/kg
CASNo.  Surrogate Recoveries Run# 1 Run#2  Limits
4165-60-0  Nitrobenzene-d5 TT% 15-138%
321-60-8  2-Fluorobipheayl 89% 12-148%
1718-51-0  Terphenyl-d14 98% 10-157%

(a) Not accredited for this compound at the time of analysis, but all method requirements were followed.

ND = Naot detected

MDI, = Method Detection Limit

RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound



SGS Accutest

Report of Ana.lyms Page 1 of 1

Client SampleID): SB102 (5.5-6.5)
Lab Sample ID:  [C21229-1

Date Sampled: 05/27/16

L'y

Matrix: S0 - Soil Date Received:  05/28/16 =

Method: SW846-8015C (DAD Percent Solide:  78.6

Project: BMSMC, Building 5 Area, PR e
FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch

Run #1 GH105335.D 1 06/02/16  XPL nfa nfa GGHS5308

Run #2
Initial Weight

Run #1 S1g

Run #2

Low Molecular Alcchol List

CASNo. Coampound Result RL MDL TUnits Q

64-17-5 Ethanol ND 120 86 ug/kg

78-83-1 Isabutyl Alcohol ND 120 73 ug/kg

67-63-0 Isopropyl Alcohol ND 120 71 ug/kg

71-23-8 n-Propyl Alcohol ND 120 50 ug/kg

71-36-3 n-Butyl Alcohol ND 120 68 up/kg

78-92-2 sec-Butyl Alcohol ND 120 66 ug/hg

67-56-1 Methanol ND 250 60 ug/kg

CASNo.  Surrogate Recoveries Run# 1 Runi# 2 Limits

111-27-3  Hexanol 88% 52-141%

111-27-3  Hexanol 85% 52-141%

ND = Not drtected

RL = Reporting Limit
E = Indicates value exceeds calibration range

MDL = Method Detection Limit ] = Indicates an estimated value

B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound




- Raw Data: [T

SGS Accutest

ROpOl' t ofAna.lyms Page 1 of 1

Client Sample ID: SB102 (5.5-6.5)
Lab SampleID:  JC21228-1

Date Sampled: 05/27/16

=
Matrix- SO - Soil Date Received: 05/28/16
[Method: SWE46 8081B SWB846 3516 Percent Solids: 78.6
Project: BMSMC, Building 5 Area, PR e
File ID DF By Prep Date Prep Batch  Analytical Batch
Run #1 4G68955.D 1 065/07/16 KD 06/01/16 0P94393 G4G1813
Run #2
Initial Weight Final Volume
Run #1 151g 10.0 ml
Run #2
Pesticide TCL List
CASNo. Compound Result RL MDL 1Units Q
309-00-2  Aldrin ND 0.84 0.75  wup/kg
319-84-6  alpha-BHC ND 084 056 ug/kg
319-85-7  beta-BHC ND 0.84 0.52  uglkp
319-86-8  dela-BHC ND 0.84 0.33  ug/kg
58-89-9 gamma-BHC (Lindane) ND 0.84 0.38  up/kg
5103-71-9  alpha-Chiordane ND 0.84 0.45  uglkg
5103-74-2  gamma-Chlerdane ND 084  0.64 upkp
60-57-1 Dieldrin ND 084 0.66 wug'kg
72-54-8 4,4'-DDD ND 084 0.31 ug’kg
72-55-9 4,4-DDE ND 684 D.28  ug/kg
50-29-3 4,4-DDT ND 084 0.32 ug/kg
72208 Endrin ND 084 D30 ugkg
1031-07-8  Endosulfan sulfate ND 0.84 0.48  ug/kg
7421-93-4  Endrin aldehyde ND 0.84 0.63 ug/kg
959-98-8  Endasulfan-1 ND 0.84 D.28  ug/kg
33213-65-9 Endosulfan-11 ND 0.84 0.80  ug/kg
76-14-8 Heptachlor ND 0.84 0.69 up/kg
1024-57-3  Heptachlor epaxide ND 0.84 0.35 up/kg
72-43-5 Methoxychlor ND 1.7 047  ugfg
53494-70-5 Endrin ketone ND 084 044 up/ke
8001-35-2 Toxaphene ND 21 15 ug/kg
CASNo.  Surrogate Recoveries Runi# 1 Run#2  Limits
877-09-8  Telrachloro-m-xylene 83% 24-136%
877-09-8  Tetrachloro-m-xylene 75% 24-136%
2051-24-3  Decachlorobiphenyl 84% 10-153%
2051-24-3  Decachlorobiphenyl 4% 10-153%

ND = Not detected MDL = Method Deteclion Limic
RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated value
B = Indicates analyte found in associated method hlank
N = Indicates presumptive evidence of a compound



-Haw Dath: [ITFTIRA]
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SGS Accutest
Report of Analysis Page 1 of 3
Client Sample ID: SB102 (7-8)
Lab Sample ID:  JC21228-2 Date Sampled: 05/27/16
Matrix: S0 - Sail Date Received:  05/2B/16
Method: SW846 8270D SW846 3546 Pearcent Solids:  86.2
Project: BMSMC, Building 5 Arca, PR
FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 %  6P26713.D 1 06/06/16  AC 06/02/16 0P94419 E6P1239
Run #2
Initisl Weight Final Volume

Run #1 151g 1.0ml
Run #2
ABN TCL Special List
CASNo. Compound Remlt RL MDL Units Q
95-57-8 2-Chlorophenol ND 150 K up/kp
59-50-7 4-Chloro-3-methyi phenol ND 380 47 ug/kp
120-83-2  2,4-Dichloraphenol ND 380 66 ug/ke
105-67-9 2,4-Dimethylphenol ND 380 140 ug/kg
51-28-5 2,4-Dinitrophenol ND 380 290 ug/kg
534-52-1  4,6-Dinitro-o-cresol ND 380 82 ug/kg
95-48-7 2-Methylphenol ND 150 49 ug/kp

3&4-Methylphenol ND 150 63 ug’kg
88-75-5 2-Nitrophenol ND 380 51 ug/kg
100-02-7 4-Nitrophenol ND 770 210 uglkg
87-86-5 Pentachlorophencl ND 380 72 ug’kg
108-95-2  Phenol ND 150 10 ug’kg
58-90-2 2,3.4,6-Tetrachlorophenol ND 380 51 ug’kg
95-95.4 2,4,5-Trichlorophenol ND 380 a8 ug’kg
88-06-2 2,4,6-Trichlorophenol ND 380 46 ug/kg
83-32-9 Acenaphthene ND 17 27 ug/kg
208-96-8 Acenaphthylene ND 7 39 ug/kg
98-86-2 Acetophenone ND 380 17 ug’kg
120-12-7  Anthracene ND 77 17 ug/kg
1912-24-9  Atrrazine ND 150 KX] up/kp

56-55-3 Benzo(a)anthracene 92.5 i1 22 up/kg
50-32-8 Benzo(a)pyrenc 51.5 T 35 ugkg ]
205-99-2  Benzo(b)fluoranthene 64.5 1 34 ugkg |
191-24-2 Benzo(g,h,i}perylene ND i1 38 ug’kg
207-0B-9  Benzo(K)flueranthene ND 77 36 ug/ks
101-55-3 4-Bromaphenyl phenyl ether ND 150 30 ug’hg
85-68-7 Butyl benzyl phthalate ND 150 19 ug/kg
92-52-4 1,1'-Bipheny} ND 150 11 ug’kg
100-52-7  Benzaldehyde ND 380 19 ug/kg
91-58-7 2-Chloronaphthalene ND 150 18 ug’kg
106-47-8 4-Chloroaniline ND 380 28 ug’kg
86-74-8 Carbazole ND 150 11 ug/kg

ND = Not detected MDL = Methad Detection Limit ] = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in assaciated method blank
E - Indicates value exceeds calibration range N = Indicates presumptive evidence of 2 compound



SGS Accutest

Report of Analysis Page 2 of 3

lClicnt Sample ID: SB102 (7-8)
ILab SampleID:  JC21229-2 Date Sampled: 05/27/16
Matriv: SO - Seil Date Received: 05/28/16
Method: SWB46 8270D SW846 3546 Percent Solids: 86.2
Project: BMSMC, Buailding 5 Area, PR

ABN TCL Special List

CASNo. Compound Result RL MDL Units Q

105-60-2  Caprolactam ND 150 30 ug/kg

218-01-9  Chrysene 41.2 77 24 ugkg ]

111-91-1  bis(2-Chloroethoxy)methane ND 150 16 ug/kg

111-44-4  bis(2-Chloraethyl)ether ND 150 33 ug/kg

108-60-1 bis(2-Chloroisoprapyl)ether ND 150 28 ug'kg
7005-72-3  4-Chloropheny] phenyl ether ND 150 25 ug’kg
121-14-2 2 4-Dinitrotaluene ND 7 24 ug/kg
606-20-2  2,6-Dinitrotoluene ND [l 39 ug/kg
91-94-1 3.3'-Dichlorabenzidine ND 150 54 ug/kg
53-70-3 Dibenzofa,h)anthracene ND 77 34 ug/kg
132-64-9  Dihenzofuran

84-74-2 Di-n-butyl phthalate
117-84-0  Di-n-octyl phthalate
84-66-2 Diethyl phthalate 150 16 ug/kg
131-11-3  Dimethyl phthalate 150 14 ug/kg

ND 150 31 up/kg

ND

ND

ND

ND
117-81-7  bis(2-Ethylhexyl)phthalaste ~ ND 150 18 ug/kg

ND

ND

ND

ND

150 13 ug/kg
150 19 ug/kg

206-44-0  Fluoranthene 717 34 up/kg
86-73-7 Fluorene [ 35 ug/kg
118-74-1 Hexachlorobenzene 150 19 ug/kg

87-68-3 Hexachlorobutadiene 77 3 ug/kg
17-47-4 Hexachlorocyclopentadiene ~ ND 770 3 ug/kg
G7-72-1 Hexachloroethane ND 380 38 ug/kg
193-39-5  Indenn(l,2,3-cd)pyrene ND 11 36 ug/kg
78.-58-1 Isophorone ND 150 16 up/kg
90-12-0 I-Methylnaphthalene ND 150 15 ug/kp
91-57-6 2-Mcthylnaphthalene ND 150 17 up/kp
B8-74-4 2-Nitroaniline ND 380 18 ug/kg
99-09-2 3-Nitroaniline ND 380 19 ugfkp
100-01-6  4-Nitroaniline ND 380 20 ug/kg
98-95-3  Nitrobenzene ND 150 30 ug/kg
621-64-7  N-Nitroso-di-n-propylamine  ND 150 22 ug/kg
86-30-6 N-Nitrosodiphenylamine ND 380 28 ug’kg
85-01-8 Phenanthrene ND 17 26 ug/kg
129-00-0  Pyrene n.i 77 25 ughkg ]
95-94-3 1,2,4,5-Tetrachlorobenzene =~ ND 380 20 vg'kg
CASNo.  Surrogate Recoveries Run# 1 Run# 2  Limits
367-12-4  2-Fluorophenol 65% 30-106%
4165-62-2  Phenol-d5 64% 30-106%

ND = Naot detected MDL = Method Detection Limit J = Indicates an estimated value
RL = Reparting Limit B = Indicates analyle found in associated methad blank
E = Indicates value exceeds calibration range N = Indicates presumgptive evidence of a compound



SGS Accutest

Report of Analysis Page 3 of 3
Clicnt Sample ID: SB102 (7-8)
Lab Sample ID:  JC21229-2 Date S8ampled: 05/27/16
Matrix: S0 - Soil Date Received: D5/28/16
Method: SW846 B270D SWB46 3546 Percent Solide: 86.2
Project: BMSMC, Building 5 Area, PR
ABN TCL Special List
CASNo.  Surrogate Recoveries Ruani# 1 Run# 2 Limits
118-79-6 2,4,5-Tribromaphenal 62% 24-140%
4165-60-0  Nitrobenzene-d5 76% 26-122%
321-60-8 2-Fluorobiphenyl 81% 36-112%
1718-51-0  Terphenyl-d14 83% 36-132%

{a) Elevated detection limit due to low volume of bad matrix sample extracted.

ND = Not detected MDL = Method Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of 2 compound



-Raw Data: [ REEIT L)

SGS Accutest

Report of Analysis Page 1 of 1
Client Sample ID: SB102 (7-8) &
Lab SampleID:  JC21229-2 Date Sampled: 05/27/16 ha
Matrix: SO - Seil Date Recetved: 05/28/16 =
Method: SW846 8270D BY SIM SW246 3546 Percent Solids:  86.2 IS
Projeot: BMSMC, Building 5 Area, PR L
File ID DF Ansalyzed By Prep Date Prep Batch  Analytical Batch
Run #1*  4P16864.D 1 06/13/16 LK 06/02/16 OP94419A  E4P896
Run #2
Initial Weight Final Volume
Run #1 15.1g LOml
Run #2
CASNo. Campound Result RL MDL Unite @
123-91-1  1,4-Dioxane ND 7.1 1.5  ug/ke
91-20-3 Naphthalene ND 7.7 0.94 up/kg
CASNo.  Surrogate Recoveries Run# 1 Run# 2 Limits
4165-60-0  Nitrobenzene-d5 66% 15-138%
321-60-8  2-Fluorobiphcnyl 87% 12-148%
1718-51-0  Terphenyl-d14 82% 10-157%

(a) Elevated detection limit due to low volume of bad matrix sample extracted.

ND = Not detected MDL = Method Detection Limit
RL = Reporting Limit
E = Indicates value exceeds calibration range

] = Indicates an estimaied value
B = Indicates analyte found in assacizted method blank
N = Indicates presumptive evidence of a compound



SGS Accutest

Report of Analysis Page 1 of 1
Client Sample ID: SB102 {7-8) -
Lab SampleID:  [C21229-2 Date Sampled: 05/27/16 ha
Matrix: S0 - Soil Date Received: 05/28/16
Method: SW846-8015C (DA Percent Solids: 86.2 @
Project: BMSMC, Building 5 Area, PR e
File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 GH105332.D 1 06/02/16  XPL n/a n/a GGH5308
Run #2
Initial Weight
Run #1 50g
Run #2
Low Malecular Alcohol List
CASNo. Campound Resnlt RL MDL Units Q
64-17-5 Ethanol ND 120 ] ug/kg
78-83-1 Isobutyl Alcohol ND 120 68 ug/kg
67-63-0 Isopropyl Alcohol ND 120 66 ug/kg
71-23-8 n-Propy] Alcohol ~ ND 120 47 ug'kg
71-36-3 n-Butyl Alcohol ND 120 63 ug/kg
78-92-2 sec-Butyl Alcohol ND 120 52 ug/kg
67-56-1 Methanol ND 230 56 ug/kg
CASNo.  Surrogate Recoveries Runi# 1 Run#2  Limits
111-27-3 Hexanol B87% 52-141%
111-27-3 Hexanal 97% 52-141%

ND = Nbot detected MDL = Method Detection Limit ] = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E - Indicates value cxceeds calibration range N = Indicates presumptive evidence of a compound



- Raw Data: 3L

SGS Accutest
Report of Analysis Page 1 of 1
Client Sample ID: SB102 (7-8) e
Lab SampleID:  JC21229-2 Date Sampled: 05/27/18 o
Matrix: S0 - Soil Date Received: 05/28/16 ]
Method: SW246 8081B SW846 3546 Percent Solids:  86.2 gy
Project: BMSMC, Building 5 Arca, PR T
FileID DF By Prep Date Prep Batch  Analytical Batch
Run #1 4G68956.D 1 06/07/16 KD 06/01/16 0OP44393 G4G1813
Run #2
Initial Weight Final Volume
Run #1 157g 10.0 ml
Run #2
Pesticide TCL List
CASNo. Compound Result RL MDL Units Q
309-00-2  Aldrin ND 0.714 0.66  upflg
119-84-6  alpha-BHC ND 0714 049 up/kg
319-85-7  beta-BHC ND 014 046  uplkg
319-86-8  dclta-BHC ND 0.74 0.29  ug/kg
58-89-9 gamma-BHC (Lindanc) ND 0.74 0.3 upkg
5103-71-8  alpha-Chlordane ND 0.74 0.39  ugfkg
5103-74-2  pamma-Chlordane ND 074  0.56  ughkg
60-57-1 Dieldrin ND 0.74 058  wug/kg
72-54-8 4,4'-DDD ND 0714 027  ug/kg
72-55-9 4,4'-DDE ND 0.74 0.25  ug/kg
50-29-3 4,4-DDT ND 0.714 028  uglkg
72-20-8 Endrin ND 074 026 ug/kg
1031-07-8  Endosulfan sulfate ND 074 042  ug/kg
7421-93-4  Endrin aldehyde ND 0.74 0.55  ug/kg
959-98-8  Endosulfan-1 ND 0.74 0.24 ug/kg
33213-65-9 Endosulfan-11 ND 0.74 0.70  ug/kg
76-44-8 Heptachlor ND 0.74 0.61 ug/kg
1024-57-3  Heptachlor epaoxide ND 0.14 0.31 ug/kp
72-43-5 Methoxychlor ND 1.5 0.41 uglkg
53494-70-5 Endrin ketone ND 0.74 0.39  up/kp
8001-35-2  Toxaphene ND 18 13 ug/kg
CASNo.  Surrogate Recoveries Run# 1 Rupn#2  Limits
877-09-8  Teirachloro-m-xylene 87% 24-136%
877-09-8  Tetrachloro-m-xylene 78% 24-136%
2051-24-3  Decachlorobiphenyl 98% 10-153%
2051-24-3  Decachlorobiphenyl B9% 10-153%

ND = Not detected

RL = Reporting Limit
E = Indijcates value exceeds calibration range

MDL = Method Detection Limit

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound



-Raw Dafa: [P LLLAY

A -

SGS Accutest
Report of Analysis Page 1 of 3
Client S8ampleIT): SB102-GWD
Lab SampleID:  JC21229-3 Date Sampled: 05/27/16
Matrix: AQ - Ground Water Date Received: 05/28/16
Method: SW846 8270D SWB46 3510C Percent Solide: n/a
Project: BMSMC, Building 5 Area, PR
FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 6P26494.D 1 05/31/16  AC 05/29/16 0P94328 E6P1232
Run #2
Initial Volume Final Volume

Run #1 1000 ml 1.0 ml
Run #2
ABN TCL Special List
CASNo. Compound Result RL MDL Units Q
95-57-8 2-Chlorophenol ND 5.0 0.82 ug/l
59-50-7 4-Chloro-3-methyl phenol ND 5.0 0.89 ug/]
120-83-2  2,4-Dichlorophencl ND 2.0 1.3 ug/l
105-67-9  2,4-Dimethylphenol ND 5.0 24 ugfl
51-28-5 2,4-Dinitrophenol ND 10 1.6 ug/l
534-52-1 4,6-Dinitro-o-cresol ND 5.0 1.3 ugfl
95-48-7 2-Methylphenol ND 2.0 D.89 ug/l

3&4-Methylphenol ND 2.0 D.B8 ug/l
88-75-5 2-Nitrophenol ND 5.0 0.96 ug/l
100-02-7 4-Nitrophenol ND 10 1.2 ug/l

87-86-5 Pentachlorophencl
108-95-2  Phenol

ND 5.0 1.4 ug/l

ND 2.0 0.39  ug/l
58-90-2 2,3.4,6-Tetrachloraphenol ND 5.0 1.5 ug/1
95-95-4 2,4,5-Trichlorophenal ND 5.0 1.3 ug/l
88-06-2 2,4,6-Trichlarophenol ND 5.0 0.92 ug/l
83-32-9 Acenaphthene ND 1.0 0.19  ug/l
208-96-8  Arcnaphthylene ND 1.0 0.14 ug/l
98-86-2 Acetophenone ND 2.0 D.21 ug/l
120-12-7  Anthracene ND 1.0 0.21 ug/l

1912-24-3  Atrazine ND 2.0 D.45 ug/l
100-52-7  Benzaldehyde ND 50 029 ug/
56-55-3 Benzofa)anthracene ND 1.0 0.20 ug/l
50-32-8 Benzo{a)pyrene ND 1.0 0.21 ug/l
205-99-2 Benzo{b){luoranthene ND 1.0 0.21 ug/l
191-24-2  Benzo(g.h,i)perylene ND 1.0 0.34 ug/l
207-08-9 Benzo(k) fluoranthene ND 1.0 0.21 ug/l
101-55-3 4-Bromophenyl phenyl ether ND 2.0 D.40 ug/l
85-68-7 Butyl benzyl phthalate ND 2.0 0.46  ug/l
92-52-4 1.1'-Biphenyl ND 1.0 0.21 ug/l
91-58-7 2-Chloronaphthalene ND 2.0 0.24 ug/l
106-47-8 4-Chloroaniline ND 5.0 D.34 ug/l
86-74-8 Carbazole ND 1.0 D.23  ugl

ND = Nat detected MDL = Method Detection Limit ] = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method hlank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a2 compound



SGS Accutest

Report of Analysis Page 2 of 3
Client S8ample ID: SB102-GWD
Lab SampleID:  JC21229-3 Date Sampled: 05/27/16
Matrix: AQ - Ground Water Date Received:  05/28/16
Method: SW846 8270D SW846 3510C Percent Solide: n/a
Project: BMSMC, Building 5 Area, PR
ABN TCL Special List
CASNo. Compound Result RL MDL Units Q
105-60-2  Caprolactam ND 2.0 0.65 ug/l
218-01-9  Chrysene ND 1.0 0.18 ug/l
111-91-1  bis(2-Chloroethoxy)methane ND 2.0 0.28 ug/l
111-44-4  bis(2-Chloroethyl)ether ND 2.0 0.25  wugfl
108-60-1  his(2-Chloroisopropyl)ether ND 2.0 0.40 ug/l
7005-72-3  4-Chlorophenyl phenyl ether ND 2.0 0.37  ugh
121-14-2 2.4-Dinitrotoluene ND 1.0 0.55 ug/l

606-20-2  2,8-Dinitrotoluene ND 1.0 D48  ug/l
91-94-1 3,3"-Dichlocobenzidine ND 2.0 0.51 ugfi
53-70-3 Dibenzo(a,h)anthracene ND 1.0 0.33 ug/l
132-64-9  Dibenzofuran ND 5.0 0.22 gl
84-74-2 Di-n-butyl phihalate ND 2.0 0.50 ug/l
117-84-0  Di-n-octyl phthalate ND 2.0 0.23 ug/l
#4-66-2 Diethyl phthalate ND 2.0 0.26  upl
131-11-3  Dimethyl phthalate ND 2.0 0.22 ug/l
117-81-7  bis(2-Ethylhexyl)phthalate ND 2.0 1.7 ug/l
206-44-0  Fluoranthene ND 1.0 617 ugl
86-73-7 Fluorene ND 1.0 017  wup/l
118-74-1 Hexachlorobenzene ND 1.0 0.33 ug/l
87-68-3 Hexachlorobutadiene ND 1.0 0.49  ugll
77-47-4 Hexachlorocyclopentadiene ~ ND 10 2.8 ug/l
67-72-1 Hexachloroethane ND 20 039 ug
193-39-5  Indeno(l,2,3-cd)pyrene ND 1.0 0.33 ug/l
78-59-1 Isophorone ND 2.0 D.28 ug/l
90-12-0 1-Methylnaphthalene ND 1.0 0.26  upl
91-57-6 2-Methylnaphthatene ND 1.0 0.21 ug/l
88-74-4 2-Nitroaniline ND 5.0 0.28  up/
99-09-2 3-Nitroaniline ND 5.0 0.39 up/l
100-01-6  4-Nitroaniline ND 5.0 0.44 ug/l
98-95-3 Nitrobenzene ND 2.0 0.64 ugl
621-64-7  N-Nitroso-di-n-propylamine ND 2.0 0.48 ug/l
86-30-6 N-Nitrosodiphenylamine ND 5.0 0.22  ug/l
85-01-8 Phenanthrene ND 1.0 0.18 ug/l
129-00-¢  Pyrene ND 1.0 0.22  ug/l
95-94-3 1,2,4,5-Tetrachlorobenzene  ND 2.0 0.37 ught
CASNo.  Surrogate Recoveries Run#1 Run#2  Limits
367-12-4 2-Fluorophenol 26% 14-88%
4165-62-2  Phenol-d5§ 22% 10-110%

ND = Not detected MDL = Method Detection Limit ] = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value cxceeds calibration range N = Indicates presumptive evidence of a compound



SGS Accutest

Report of Analysis Page 3 of 3
Client Sample ID: SB102-GWD
Lab SampleID:  JC21228-3 Date Sampled: 05/27/16
Matrix: AQ - Ground Water Date Received:  05/28/16
Method: SWB46 8270D SW846 3510C Percent Solids: n/a
Project: BMSMC, Building » Area, PR
ABN TCL Special List
CASNo.  Surrogate Recoveries Run# 1 Run# 2 Limits
118-73-6  2,4,6-Tribromecphenol 66% 39-149%
4165-60-0  Nitrebenzene-d5 71% 32-128%
321-60-8 2-Fluorobiphenyl 72% 35-119%
1718-51-0  Terphenyl-d14 7% 10-126%

ND = Not detected MDL = Method Detection Limit ] = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E - Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound



. Raw Dzta: [EIVERTTEN

SGS Accutest

Report of Analysis Page 1 of 1

Client Sample ID: SB102-GWD
Lab SampleID:  JC21229-3

Date Sampled: 05/27/16

-
"
Matrix: AQ - Ground Water Date Received: 05/28/16 T
Method: SW8246 8270D BY SIM SW846 3510C Percent Solida: n/a m
Project: BMSMC, Building 5 Area, PR '
FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 3M61858.D 1 06/02/16 11 05/29/16 0P94328A  E3M2915
Run #2
Initial Volnme Final Volame
Run #1 1000 ml i.0ml
Run #2
CASNo. Compound Remlt RL MDI. TUnits Q
91-20-3 Naphthalene ND 0.1 0029 ugft
123-91-1 1,4-Dioxane 0.690 0.10 0.049  ugll
CASNo.  Surrogate Recoveries Run# 1 Run# 2 Limita
4165-60-0  Nitrobenzene-d5 65% 24-125%
321-60-8  2-Fluorobiphenyl T6% 19-127%
1718-51-0  Terphenyl-d14 4% 10-119%

ND = Not detected MDL = Method Detection Limit
RL = Reporting Limit
E = Indicates value exceeds calibration range

] = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound



SGS Accutest

Report of Analysis Page 1 of 1

Client Sample ID: SB102-GWD .
Lab SampleID:  [C21229-3 Date Sampled: 05/27/16 D
Matrix: AQ - Ground Water Date Received: 05/28/16 =0
Method: SW846-8015C (DA Percent Solids: n/a 'S
Project: BMSMC, Building 5 Arca, PR JRET

Fils ID DF Anslyzed By Prep Date Prep Batch  Anatytical Batch
Run #1  GH105308D 1 06/01/16  XPL n/a n/a GGH5307
Run #2
Low Molecular Alcohol List
CASNo. Compound Result RL MDL Units Q

£4-17-5 Ethanol ND 100 55 ug/l
78-83-1 Isobutyl Alcohel ND 100 36 ug/l
67-63-0 Isopropyl Alcohol ND 100 68 ugfl
71-23-8 n-Prapyl Alcehol ND 100 413 ug/l
71-36-3 n-Butyl Alcohol ND 100 87 ug/l
78-92-2 sec-Butyl Alcohol ND 100 66 ugfl
67-56-1 Methanot ND 200 71 ug/l
CASNo.  Surrogate Recoveries Run# 1 Runff2  Limits
111-27-3 Hexanol 69% 56-145%
I11-27-3  Hexano} 1% 56-145%

ND = Not detected MDL = Method Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated methad hlank
E = Indicates value exceeds calibration range N - Indicates presumptive evidence of a compound



Raw Data: [JRICIFEIZRID) 1G123821.D

SGS Accutest
Report of Analysis Page 1 of 1
Client Sample ID: SB102-GWD
Lab SampleID:  JC21228-3 Date Sampled: 05/27/16
Matrix- AQ - Ground Water Date Received: 05/28/16
Method: SWB46 8081B SW846 3510C Percent Solids: n/a
Project: BMSMC, Building 5 Arca, PR
FileID DF By Prep Date Prep Batch  Analytical Batch
Run #1 1G123741.D 1 06/01/16 KD 05/29/16 OP94349 G1G40m
Run #2®  1G123821.D 1 06/03/16 KD 06/02/18 0OP94431 G1G4003
Initial Volume Final Volume
Run #1 980 ml 10.0 ml
[Run #2 520 ml 10.0 ml
Pesticide TCL List
CASNo. Compound Result RL MDL TUnite Q
308-00-2  Aldrin ND 0.010 0.0062 up
319-84-6  alpha-BHC ND 0.010 0.0061 wugh
319-85-7  beta-BHC ND 0.010 0.0058 wug/l
319-86-8  delta-BHC ND 0.010  0.0047 wugl
58-89-9 gamma-BHC (Lindanc) ND 0.010 0.0028 wug/l
5103-71-9  alpha-Chlordane ND 0.010 0.0047 wug/l
5103-74-2  gamma-Chlordane ND 0.010 0.0047 wugl
60-57-1 Dieldrin ND 0.010 0.0037 wug/l
72-54-8 4,4'-DDD ND 0.010 0.0039 ug/l
72-55-9 4,4-DDE ND 0.010 0.0063 ug/
50-28-3 4,4'-DDT ND 0.010 D.0051 ugA
72-20-8 Endrin ND 0.010 0.0051 wugA
1031-07-8  Endosulfan sulfate ND 0.010 0.0054 wupA
7421-93-4  Endrin aldehyde ND 0.010 0.0052 ugfl
53494-70-5 Endrin ketone ND 0.010  0.0052 ug/l
959.98-8 Endaosuifan-I ND 0.010  0.0051 ugl
33213-65-89  Endosulfan-T1 ND 0.010  0.0044 ug/l
76-14-8 Heptachlor ND 0.010  0.0039 ug/l
1024-57-3  Heptachlor epoxide ND 0.0.0 0.0067 wupA
72-43-5 Methoxychlor ND 0.020 0.0058 g/
8001-35-2  Toxaphene ND 0.26 0.19  upil W *
CASNo.  Surrogate Recoveries Run# 1 Run#2  Limits
877-09-8  Tetrachloro-m-xylene 117% 91% 26-132%
B77-09-8  Tetrachloro-m-xylene 117% 88% 26-132%
2051-24-3  Decachlorobiphenyl 69% 46% 10-118%
2051-24-3  Decachlorobiphenyl 81% 52% 10-118%

(a) Confirmation run.

ND = Not detected

RL = Reporling Limit
E = Indicates value exceeds calibration range

MDL = Method Detection Limit

] = Indicates an estimated value

B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound



. Raw Data: [T L)

SGS Accutest

Report of Analysis Page 1 of 3
Client Sampie IT): BPEB-30
Lab Sample ID:  JC2§229-4 Date Sampled: 05/27/16
Matrix: AQ) - Equipment Blank Date Received: 05/28/16
Method: SW846 8270D SWB46 3510C Percent Solids: n/a
Project: BMSMC, Building 5 Area, PR
FileID DF By Prep Date Prep Batch  Analytical Batch
Run #1 6P26495.D 1 05/31/16  AC 05/29/16 OP94328 E6P1232
Run #2
Initial Volume Final Volume

Run #1 1000 ml] 1.0 ml]
Ruon #2
ABN TCL Special List
CASNo. Compound Result RL MDL TUnits Q
95-57-8 2-Chlorophenal ND 5.0 0.82 ug/l
59-50-7 4-Chloro-3-methyl phenol ND 5.0 0.89  upgl
120-83-2  2,4-Dichlorophenol ND 2.0 1.3 ug/l
105-67-9  2,4-Dimethylphenol ND 5.0 24 ug/l
51-28-5 2.4-Dinitrophenol ND 10 1.6 ug/l
534-52-1 4,6-Dinitro-o-cresol ND 5.0 1.3 ug/l
95-48-7 2-Methylphenol ND 2.0 0.89 ug/l

3&4-Methylphenol ND 2.0 D.88 ug/l
88-75-5 2-Nitrophenal ND 5.0 D96  upgf
100-02.7  4-Nitrophenol ND 10 1.2 ug/l
87-86-5 Pentachlorophencl ND 5.0 1.4 ugfl
108-95-2  Phenol ND 2.0 0.39  ugll
58-90-2 2,3,4,6-Tetrachlorophenol ND 5.0 1.5 ug/l
95-95-4 2,4 5-Trichlorophenol ND 5.0 1.3 ug/l
88-06-2 2,4,6-Trichlorophenol ND 5.0 0.92 ug/l
83-32-9 Acenaphthene ND 1.0 0.19 ug/l
208-96-8  Accnaphthylene ND 1.0 .14 ug/l
98-86-2 Acetophenane ND 2.0 0.21 up/l
126-12-7  Anthracene ND 1.0 0.21 ug/l
1912-24-9  Atrazine ND 2.0 0.45  ugl
100-52-7  Benzaldehyde ND 5.0 0.29  up/l
56-55-3 Benzo(a)anthtacene ND 1.0 0.20 ug/l
50-32-8 Benzo(a)pyrene ND 1.0 0.21 ug/l
205-99-2 Benzo(b)fluoranthene ND 1.0 0.21 ugfl
191-24-2  Benzo(g.h,i)perylene ND 1.0 0.34  ugil
207-08-9 Benzo(k)fluoranthene ND 1.0 0.21 ug/l
101-53-3  4-Bromophenyl phenyl ether ND 2.0 0.40 ugft
85-68-7 Butyl benzyl phthalate ND 2.0 0.46 ug/l
92-52-4 1,1'-Bipheny] ND 1.0 0.21 ug/l
81-58-7 2-Chloronaphthalene ND 2.0 0.24  ugll
106-47.8  4-Chloroaniline ND 5.0 0.34 ug/l
86-74-8 Carbazole ND 1.0 0.23 ug/l
ND = Nat detected MDL = Method Detection Limit ] = Indicates an estimated value

RL = Reporting Limit

E = Indicates value exceeds calibration range

B = Indicates analyte found in associated method blank

N = Indicates presumptive evidence of a compound

R



SGS Accutest

Report of Analysis

Page 2 of 3

Client Sample ID: BPEB-30

Lab SampleID:  JC21229-4 Date Sampled: 05/27/16
Matrix: AQ - Equipment Blank Date Received: 05/28/16
Method: SW846 8270D SW846 3510C Percent Solids: n/a
Project: BMSMC, Building 5 Arca, PR

ABN TCL Special List

CASNo. Campound Result RL MDL  Units Q
105-60-2  Caprolactam ND 2.0 0.65  ugl
218-01-9  Chrysene ND 1.0 0.18  ug/l
111-91-1  bis(2-Chloroethoxy)methane ~ND 2.0 0.28  ug/l
111-44-4  bis(2-Chloroethyl)ether ND 2.0 0.25  ugll
108-60-1  bis(2-Chloroisopropyl)ether  ND 2.0 0.40  upl
7005-72-3  4-Chlorophenyl phenyl ether ND 2.0 D.37  wgd
121-14-2 2.4-Dinitrotoluene ND 1.0 0.55 ug/l
606-20-2 2,6-Dinitrotoluene ND 1.0 0.48 ug/l
91-94-1 3,3'-Dichlorobenzidine ND 2.0 0.51 up/l
53-70-3 Dibenzo(a,h)anthracene ND 1.0 0.33 ugl
132-64-9  Dibenzofuran ND 5.0 022 up/l
84-74-2 Di-n-buty] phthalate ND 2.0 0.50 ug/l
117-84-0  Di-n-octyl phthalaie ND 20 0.23 ug/l
84-66-2 Diethyl phihalate ND 2.0 0.26 ug/l
131-11-3  Dimethy] phihalate ND 2.0 0.22 gl
117-81-7  bis(2-Ethylhexyl)phthalate ND 2.0 1.7 ug/l
205-44-0  Fluoranthene ND 1.0 0.17  ugfl
86-73-7 Fluorene ND 1.0 0.17 ug/l
118-74-1 Hexachlorobenzene ND 1.0 D.33 ug/l
87-68-3 Hexachlorobutadiene ND 1.0 0.4  ugl
77-47-4 Hexachlorocyclopentadiene  ND 10 2.8 ug/l
67-72-1 Hexachloroethane ND 2.0 0.39  ugl
183-38-5  Indeno(l,2,3-cd)pyrene ND 1.0 0.33  wg/l
78-59-1 Isophorone ND 2.0 0.28 ug/l
90-12-0 1-MethyInaphthalene ND 1.0 0.26  ap/l
91-57-6 2-Methylnaphthalene ND 1.0 0.21 ug/l
88-74-4 2-Nitroaniline ND 5.0 D.28 gl
99-09-2 3-Nitroaniline ND 5.0 0.39 gl
106-D1-5  4-Nitroaniline ND 5.0 D.44 ug/l
98-95-3 Nitrobenzene ND 2.0 0.64 ug/l
621-64-7  N-Nitroso-di-n-propylamine  ND 2.0 0.48 ug/l
86-30-6 N-Nitrosadiphenylamine ND 5.0 0.22 ug/l
85-01-8 Phenanthrene ND 1.0 0.18 ug/l
129-00-0  Pyrene ND 1.0 0.22  ug/l
95-94-3 1,2,4,5-Tetrachlorcbenzene ~ ND 2.0 0.37 ug/l
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
367-12-4  2-Fluorophenol 32% 14-8R%
4165-62-2  Phenol-d5 19% 10-110%

ND = Not detecled

RL = Reporting Limit

E - Indicates value exceeds calibration range

MDL = Method Detection Limit

= Indicates an estimated value

B = Indicates analyte found in assaciated method blank

N = Indicates presumptive evidence of a compound




SGS Accutest

Report of Analysis
Client Sample IT: BPERB-30
Lab SampleID:  JC21229-4 Datec S8ampled: 05/27/16
Matrix: AQ - Equipment Blank Date Received: (15/2B/16
Method: SW846 8270D SWB46 3510C Percent Solids: n/a
Project: BMSMC, Building 5 Area, PR
ABN TCL Special List
CASNo.  Surrogate Recoveries Run# 1 Run#2  Limits
118-79-6  2,4,6-Tribromophenol 3% 39-149%
4165-60-0  Nitrobenzene-d5 B1% 32-128%
321-60-8  2-Fluorobipheny! 83% 35-119%
1718-51-0  Terphenyl-d14 B5% 10-126%

ND = Not detected MDL = Methad Detection Limit J = Indicales an estimaled value

RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates valuc exceeds calibration range N = Indicates presumptive evidence of a compound




B T 3MG1860.D

SGS Accutest

Report of Analysis Page 1 of 1

Chient S8ampleID: BPEB-30
Lab Sample ID:  JC21229-4

Date Sampled: 05/27/16

Matrix: AQ - Equipment Blank Date Received: 05/28/16
Method: SWB846 8270D BY SIM SW846 3510C Percent Solida: n/a
Project: BMSMC, Building 5 Area, PR
File ID DF By Prep Date Prep Batch  Analytical Batch
Run #1 3IM61860.D 1 G6/02/16  ]J] 05/29/16 0P94328A  E3M2915
Run #2
Initiel Volume Final Volume
Run #1 1000 ml 1.0ml
Run #2
CASNo. Campound Result RL MDL TUnits Q
81-20-3 Naphthalene ND 0.10 0.029 ug/l
123-91-1 I,4-Dioxane ND 0.10 0.049  ug/l
CASNo.  Surrogate Recoveries Runit 1 Run#2  Limits
4165-60-0  Nitrobenzene-d5 71% 24-125%
321-60-8  2-Fluorohiphenyl 93% 19-127%
1718-51-0  Terphenyl-d14 84% 10-118%

ND = Not detected MDL = Method Detection Limit
RL. = Reporting Limit
E = Indicates value exceeds calibration range

] = Indicates an estimated value
B = Indicates analyte found in associated method hlank
N = Indicates presumptive evidence of a compound



SGS Accutest

Report of Analysis Page 1 of 1

Client Sample ID: BPEB-30
Lab SampleID:  JC21229-4 Date Sampled: 05/27/16
Matrix: AQ - Equipment Blank Date Received: 05/28/16
Method: SW8a46-8015C (DAI) Percent Salids: n/a
Project: BMSMC, Building 5 Area, PR

FileID DF Anslyzed By Prep Date Prep Batch  Analytical Batch
Run #1 GH105309.D 1 06/01/16  XPL n/a n/a GGH5367
Run #2
Low Molecular Alcchol List
CASNo. Compound Result RL MDL Units Q
64-17-5 Ethanol ND 100 55 ug/l
78-83-1 Isobutyl Alcohol ND 100 36 ug/l
67-63-0 Isopropyl Alcohal ND 100 68 ug/l
71-23-8 n-Propyl Alcohal ND 100 13 ug/l
71-36-3 n-Butyl Aleohol ND 100 87 ug/l
78-92-2 sec-Butyl Alcohol ND 100 66 ug/l
67-56-1 Methanol ND 200 11 ug/l
CASNo. Surrogate Recoveries Runi# 1 Run#2  Limits
111-27-3 Hexanol 76% 56-145%
111-27-3 Hexanol 76% 56-145%

ND = Not detected MODL = Method Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in asseciated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound



PP Y 1G123826.0

SGS Accutest
Report of Analysis Page 1 of 1
Client Sample ID: BPERB-30 .
Lab Sample ID:  ]JC21229-4 Date Sampled: 05/27/15 'Y
Matrix: AQ - Equipment Blank Date Received: 05/28/18 o
Method: SWB46 8081B SW846 3510C Percent Solide: n/a &3
Project: BMSMC, Building 5 Arca, PR @i
FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 1G123826.D 1 05/03/16 KD 06/02/16 0P94431 G1G4003
Run #2
Initial Volume Final Volume
Run #1 890 ml 10.0 ml
Run #2
Pesticide TCL List
CASNo. Compound Result RL MDL Units Q
309-c0-2 Aldrin ND 0.011  0.0068 ug/l
319-84-6  alpha-BHC ND 0.011 0.0067 wup/l
319-85-7  beta-BHC ND 0.011  0.0664 upgd
319-86-8  della-BHC ND 0.011 0.0051 wug/l
58-89-9 gamma-BHC (Lindanc) ND 0.011 0.0031 wug/l
5103-71-9  alpha-Chlordane ND 0.011 0.0052 wp/l
5103-74-2  gamma-Chlordane ND 0.011 0.0052 wug/l
60-57-1 Dieldrin ND 0.011  0.004D0 wug/
72-54-8 4,4-DDD ND 0.011 0.0043 wg/l
72-55-9 4,4'-DDE ND 0.011 0.0069 ug/l
50-29-3 4,4-DDT ND 0.011 0.0056 wug/l
72-20-8 Endrin ND 0.011 0.0057 wug/l
1031-07-8  Endasulfan sulfate ND 0.011 D.0059 ug/l
7421-93-4  Endrin aldehyde ND 0.011 0.0058 ug/l
53494-70-5 Endrin ketone ND 0.011  0.0057 wug/l
059-98-8  Endosulfan-1 ND 0.011  0.0056 ug/l
33213-65-9 Endosulfan-I1 ND 0.011  0.0048 up/l
76-44-8 Heptachlor ND 0.011  0.0043 wug/
1024-57-3  Heptachlor epoxide ND 0.011 0.0073 ug/
72-43-5 Methoxychlor ND 0.022 0.0064 wug/
8001-35-2  Toxaphcne ND 0.28 0.21 ugfl
Runi# 1

CASNo.  Surrogate Recoveries

877-09-8  Tetrachloro-m-xylene 100%
877-09-8  Tetrachloro-m-xylene 89%
2051-24-3  Decachlerobiphenyl 50%
2051-24-3  Decachlorobiphenyl 54%

Run#2  Limits

26-132%
26-132%
10-118%
10-118%

ND = Not detected MDL = Method Detection Limit
RL = Reporting Limit
E - Indicates value exceeds calibration range

] = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumpltive evidence of a compound
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EXECUTIVE NARRATIVE

SDG No: JC21229 Labaratory: Accutest, New Jersey
Analysis: SW846-8270D Number of Samples: 4
Location: BMSMC, Building 5 Area

Humacao, PR

SUMMARY: Four (4) samples were analyzed for the ABN TCL list following method
SW846-82700; Naphthalene and 1,4-Dioxane were also analyzed by SW846-8270D using
the selective ion monitoring (SIM) technique. The sample results were assessed
according to USEPA data validation guidance documents in the following order of
precedence: EPA Hazardous Waste Support Section, SOP HW-35A, July 2015 —Revision 0.
Semivolatite Data Validation. The QC criteria and data validation actions listed on the
data review worksheets are from the primary guidance document, uniess otherwise
noted,

Results are valid and can be used for decision making purposes.

Critical issues: None

Major: None

Minor: None

Critical findings: None

Major findings: None

Minor findings: 1. Initial and continuing calibration verifications meet the required criteria. Analytes not

meeting the method % difference crileria meet the guidance document performance
criteria for continuing calibration verification of + 25 or 40 %, no action taken.

Analytes not meeting the % difference continuing calibration criteria were qualified as
estimated (J) or (UJ) in affected samples.

No closing calibration verification inciuded in dala package. No action taken, professional
judgment.

2. MS/MSD % recoveries and RPD outside the in-house limits for several analyles in the
MSMSD QC sample for this sample batch. No action taken, MS/MSD results apply to
unspiked sample. Unspiked samples were from another project.

MSIMSD % recoveries for 1,4-dioxane in sample JC21229-1MS/MSD was oulside the
lower laboratory control limit. 1,4-dioxane not detected in sample JC21229-1. Results are
qualified as (R).

COMMENTS: Results are valid and can be used for decision making purposes.
Reviewers Name: Rafael Infante

Chemist License 1888
Signature:

Date: June 2%, 201



SAMPLE ORGANIC DATA SAMPLE SUMMARY

Sample 1D: 1€21229-1
Sample location: BMSMC Building S Area
Sampling date: 5/27/2016
Matrix: Soil

METHOD: 8270D

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
2-Chlorophenol 84 ug/kg 1 - U Yes
4-Chloro-3-methyl phenol 210  ug/kg 1 - U Yes
2,4-Dichlarophenol 210  ug/kg 1 - U Yes
2,4-Dimethylphenol 210  ug/kg 1 - U Yes
2,4-Dinitrophenol 210 ug/kg 1 - U Yes
4,6-Dinitro-o-cresol 210  ug/kg 1 - u Yes
2-Methyiphenol 84 ug/ks 1 - u Yes
3&4-Methylphenol 84 ug/kg 1 - U Yes
2-Nitrophenol 210  ug/kg 1 - U Yes
4-Nitrophenol 420 ug/kg 1 - U Yes
Pentachlorophenol 210  ug/kg 1 - U Yes
Phenol 84  ug/kg 1 - Ul Yes
2,3,4,6-Tetrachlorophenol 210  ug/kg 1 - u Yes
2,4,5-Trichlorophenol 210  ug/kg 1 - u Yes
2,4,6-Trichlorophenol 210 ug/kg 1 - u Yes
Acenaphthene 42 ug/kg 1 - U Yes
Acenaphthylene 42 ug/kg 1 - U Yes
Acetophenone 210  ug/kg 1 - U Yes
Anthracene 42 ug/kg 1 - U Yes
Atrazine 84 ug/kg 1 - u Yes
Benzo(a)anthracene 17.2  ug/kg 1 J ul Yes
Benzof{a)pyrene 42 ug/kg 1 - v Yes
Benzo(b)fluoranthene 42 ug/kg 1 - U Yes
Benzo(g,h,i)perylene 42 ug/ke 1 - U Yes
Benzol(k)fluoranthene 42 ug/kg 1 - U Yes
4-Bromophenyl phenyl ether 84 ug/kg 1 - U Yes
Butyl benzyl phthalate 84 ug/kg 1 - U Yes
1,1"-Biphenyl 84 ug/kg 1 - U Yes
Benzaldehyde 210  ug/kg 1 - u Yes
2-Chlaronaphthalene 84 ug/kg 1 - U Yes
4-Chloroaniline 210  ug/kg 1 - v Yes
Carbazole 84 ug/kg 1 - U Yes
Caprolactam 84 ug/ke 1 - U Yes
Chrysene 42 ug/ke 1 - u Yes
bis(2-Chioroethoxy)methane 84 ug/kg 1 - U Yes
bis(2-Chloroethyl)ether 84 ug/kg 1 - us Yes



bis(2-Chloroisopropyl)ether
4-Chlorophenyl phenyl ether
2,4-Dinitrotoluene
2,6-Dinitrotoluene
3,3"-Dichlorobenzidine
Dibenzo(a,h}anthracene
Dibenzofuran

Di-n-butyl phthalate
Di-n-octyl phthalate
Diethyl phthalate

Dimethyl phthalate
bis(2-Ethylhexyl)phthalate
Fluoranthene

Fluorene
Hexachlorobenzene
Hexachlorobutadiene
Hexachlorocyclopentadiene
Hexachloroethane
Indeno(1,2,3-cd)pyrene
Isophorone
1-Methylnaphthalene
2-Methyinaphthalene
2-Nitroaniline
3-Nitroaniline
4-Nitroaniline
Nitrobenzene
N-Nitroso-di-n-propylamine
Nitrosodiphenylamine
Phenanthrene

Pyrene
1,2,4,5-Tetrachlorobenzene

84

42
42
84
42
84
84
84
84
84
42
48.5
42
84
42
420
210
42
84
84
84
210
210
210
84
84
210
27.0
40.0
210

ug/kg
ug/kg
ug/kg
ug/kg
ug/kg
ug/ke
ug/kg
ug/ke
ug/kg
ug/kg
ug/kg
ug/keg
ug/ke
ug/ke
ug/ke
ug/ke
ug/kg
ug/kg
ug/kg
ug/kg
ug/keg
ug/kg
ug/keg
ug/keg
ug/kg
ug/kg
ug/kg
ug/kg
ug/kg
ug/kg
ug/I

METHOD: 8270D {(StM)

Naphthalene
1,4-Dioxane

4.2
4.2

ug/kg
ug/kg
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Yes



Sample ID: 1€21229-2
Sample location: BMSMC Building 5 Area
Sampling date: 5/25/2016
Matrix: AQ - Equipment Blank

METHOD: 8270D

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
2-Chlorophenol 150  ug/kg 1 - U Yes
4-Chloro-3-methyl phenol 380 ug/kg 1 - u Yes
2,4-Dichlorophenol 380 ug/kg 1 - U Yes
2,4-Dimethylphenaol 380 ug/kg 1 - U Yes
2,4-Dinitrophenaol 380 ug/kg 1 - U Yes
4,6-Dinitro-o-cresol 380 ug/kg 1 - u Yes
2-Methylphenol 150 ug/kg 1 - u Yes
384-Methylphenol 150 ug/kg 1 - u Yes
2-Nitrophenol 380 ug/kg 1 - u Yes
4-Nitrophenol 770  ug/kg 1 - u Yes
Pentachlorophenol 380 ug/kg 1 - U Yes
Phenol 150 ug/kg 1 - U Yes
2,3,4,6-Tetrachlorophenol 380 ug/kg 1 - U Yes
2,4,5-Trichlorophenol 380 ug/kg 1 - u Yes
2,4,6-Trichlorophenol 380 ug/kg 1 - u Yes
Acenaphthene 77 ue/kg 1 - u Yes
Acenaphthylene 77 ue/kg 1 - u Yes
Acetophenone 380 ug/kg 1 - U Yes
Anthracene 77 ug/kg 1 - u Yes
Atrazine 150  ug/kg i - u Yes
Benzo(a)anthracene 925 ug/kg 1 - - Yes
Benzo(a)pyrene 51.5 ug/kg 1 ] Ui Yes
Benzo(b)fluoranthene 64.5 ug/kg 1 ] uJ Yes
Benzo(g,h,i)perylene 77 ug/kg 1 - U Yes
Benzo(k)fluoranthene 77 ug/kg 1 - U Yes
4-Bromophenyl phenyl ether 150  ug/kg 1 - U Yes
Butyl benzyl phthalate 150  ug/kg 1 - U Yes
1,1'-Biphenyl 150 ug/kg 1 - U Yes
Benzaldehyde 380 ug/kg 1 - U Yes
2-Chloronaphthalene 150  ug/kg 1 - U Yes
4-Chloroaniline 380 ug/kg 1 - U Yes
Carbazole 150  ug/kg 1 - u Yes
Caprolactam 150  ug/kg 1 - u Yes
Chrysene 412 ug/kg 1 J Ui Yes
bis(2-Chloroethoxy)methane 150  ug/kg 1 - U Yes
bis{2-Chloroethyl)ether 150  ug/kg 1 - U Yes
bis(2-Chloroisopropyl)ether 150  ug/kg 1 - 1] Yes
4-Chlorophenyl phenyl ether 150  ug/kg 1 - u Yes



2,4-Dinitrotoluene
2,6-Dinitrotoluene
3,3'-Dichlorobenzidine
Dibenzo(a,h)anthracene
Dibenzofuran

Di-n-butyl phthalate
Di-n-octyl phthalate
Diethyl phthalate

Dimethyl phthalate
bis(2-Ethylhexyl)phthalate
Fluoranthene

Fluorene
Hexachlorobenzene
Hexachlorobutadiene
Hexachlorocyclopentadiene
Hexachloroethane
Indeno(1,2,3-cd)pyrene
Isophorone
1-Methylnaphthaiene
2-Methylnaphthalene
2-Nitroaniline
3-Nitroaniline
4-Nitroaniline
Nitrobenzene
N-Nitroso-di-n-propylamine
Nitrosodiphenylamine
Phenanthrene

Pyrene
1,2,4,5-Tetrachlorobenzene

77
77
150
77
150
150
150
150
150
150
77
77
150
77
770
380
77
150
150
150
380
380
380
150
150
380
77
71.7
380

ug/kg
ug/kg
ug/kg
ug/kg
ug/kg
ug/kg
ug/kg
ug/ke
ug/kg
ug/kg
ug/kg
ug/kg
ug/kg
ug/ke
ug/kg
ug/kg
ug/kg
ug/kg
ug/kg
ug/ke
ug/kg
ug/kg
ug/keg
ua/kg
ug/kg
ug/kg
ug/keg
ug/kg
ug/kg

METHOD: 82700 (SIM)

Naphthalene
1,4-Dioxane

1.7
1.7

ug/kg
ug/keg
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Sample ID: 1C21229-3
Sample location: BMSMC Building 5 Area
Sampling date: 5/27/2016
Matrix: Groundwater

METHOD: 8270D

Analyte Name Result  Units Dilution Factor Lab Flag Validation Reportable
2-Chloropheno! 5.0 ug/! i - U Yes
4-Chloro-3-methyl phenol 5.0 ug/l 1 - U Yes
2,4-Dichlorophenol 2.0 ug/| 1 - U Yes
2,4-Dimethylphenol 5.0 ug/l 1 - U Yes
2,4-Dinitropheno} 10 ug/l 1 - U Yes
4,6-Dinitro-o-cresol 5.0 ug/l 1 - u Yes
2-Methylphenol 2.0 ug/| 1 - 1] Yes
3&4-Methylphenol 2.0 ug/! 1 - U Yes
2-Nitrophenal 5.0 ug/t 1 - U Yes
4-Nitrophenol 10 ug/ 1 - U Yes
Pentachlorophenol 5.0 ug/I 1 - U] Yes
Phenol 2.0 ug/| 1 - U Yes
2,3,4,6-Tetrachlorophenol 5.0 ug/l 1 - u Yes
2,4,5-Trichlarophenol 5.0 ug/ 1 - u Yes
2,4,6-Trichlorophenol 5.0 ug/l 1 - U Yes
Acenaphthene 1.0 ug/! 1 - U Yes
Acenaphthylene 1.0 ug/! 1 - U Yes
Acetophenone 2.0 ug/| 1 - U Yes
Anthracene 1.0 ug/| 1 - U Yes
Atrazine 20 ug/l 1 - U Yes
Benzaldehyde 5.0 ug/l 1 - U Yes
Benzo{a)anthracene 1.0 ug/l 1 - u Yes
Benzo(a)pyrene 1.0 ug/l 1 - u Yes
Benzo(b)fluaranthene 1.0 ug/| 1 - U Yes
Benzo(g,h,i)perylene 1.0 ug/! 1 - v Yes
Benzo(k)fluoranthene 1.0 ug/| 1 - U Yes
4-Bromophenyl phenyl ether 2.0 ug/l 1 - U Yes
Butyl benzyl phthalate 2.0 ug/! 1 - u Yes
1,1'-Biphenyl 1.0 ug/l 1 - 1] Yes
2-Chloronaphthalene 2.0 ug/l 1 - U Yes
4-Chloroaniline 5.0 ug/| 1 - u Yes
Carbazole 10 ug/l 1 - u Yes
Caprolactam 2.0 ug/i 1 - u Yes
Chrysene 1.0 ug/l 1 - U Yes
bis(2-Chloroethoxy)methane 2.0 ug/l 1 - U Yes
bis(2-Chloroethyl)ether 2.0 ug/! 1 - u Yes
bis(2-Chloroisopropyl)ether 2.0 ug/l 1 - u Yes
4-Chlorophenyl phenyi ether 2.0 ug/l 1 - u Yes



2,4-Dinitrotoluene
2,6-Dinitrotoluene
3,3'-Dichlorobenzidine
Dibenzo(a,h)anthracene
Dibenzofuran

Di-n-butyl phthalate
Di-n-octyl phthalate
Diethyl phthalate

Dimethyl phthalate
bis(2-Ethylhexyi)phthalate
Fluoranthene

Flucrene
Hexachlorobenzene
Hexachlorobutadiene
Hexachlorocyclopentadiene
Hexachloroethane
Indeno(1,2,3-cd)pyrene
Isophorone
1-Methyinaphthalene
2-Methylnaphthalene
2-Nitroaniline
3-Nitroaniline
4-Nitroaniline
Nitrobenzene
N-Nitroso-di-n-propylamine
Nitrosodiphenylamine
Phenanthrene

Pyrene
1,2,4,5-Tetrachlorobenzene

1.0
1.0
2.0
10
5.0
20
2.0
2.0
2.0
2.0
10
1.0
1.0
10
10
2.0
10
2.0
10
1.0
5.0
5.0
5.0
20
2.0
5.0
1.0
10
2.0

ug/l
ug/I
ug/i
ug/l
ug/l
ug/l
ug/l
ug/l
ug/l
ug/|
ug/l
ug/l
ug/|
ug/l
ug/l
ug/|
ug/l
ug/l
ug/t
ug/l
ug/l
ug/l
ug/l
ug/l
ug/lt
ug/|
ug/!
ug/l
ug/Il

METHOD: 8270D (SIM)

Naphthalene
1,4-Dioxane

0.10
0.690

ug/|
ug/|

e e R T T T T S e S g S S T T T S Y S

ccCccccccfcccccoccccaccecceccceccc &

Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes

Yes
Yes



Sample ID: JC21229-4
Sample location: BMSMC Building 5 Area
Sampling date: 5/27/2016
Matrix: Groundwater

METHOD: 8270D

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
2-Chlorophenol 5.0 ug/l 1 - U Yes
4-Chloro-3-methyi phenol 5.0 ug/l 1 - u Yes
2,4-Dichlorophenol 2.0 ug/l 1 - u Yes
2,4-Dimethylphenol 5.0 ug/! 1 - U Yes
2,4-Dinitrophenol 10 ug/! 1 - U Yes
4,6-Dinitro-o-creso! 5.0 ug/| 1 - U Yes
2-Methylphenol 2.0 ug/I 1 - U Yes
3&4-Methylphenaol 2.0 ug/l 1 - u Yes
2-Nitrophenol 5.0 ug/| 1 - U Yes
4-Nitrophenol 10 ug/l 1 - U Yes
Pentachlorophenol 5.0 ug/l 1 - u Yes
Phenol 20 ug/l 1 - u Yes
2,3,4,6-Tetrachlorophenol 50 ug/l 1 - U Yes
2,4,5-Trichloropheno! 5.0 ug/I 1 - ] Yes
2,4,6-Trichloropheno! 5.0 ug/l 1 - U Yes
Acenaphthene 1.0 ug/! 1 - U Yes
Acenaphthylene 1.0 ug/l 1 - U Yes
Acetophenone 20 ug/l 1 - U Yes
Anthracene 10 ug/l 1 - U Yes
Atrazine 2.0 ug/l 1 - u Yes
Benzaldehyde 5.0 ug/l 1 - ] Yes
Benzo(a)anthracene 1.0 ug/! 1 - U Yes
Benzo(a)pyrene 1.0 ug/l 1 - u Yes
Benzo(b)flucranthene 10 ug/l 1 - u Yes
Benza(g,h,i)perylene 10 ug/l 1 - U Yes
Benzo(k)fluoranthene 10 ug/l 1 - u Yes
4-Bromopheny! phenyl ether 2.0 ug/l 1 - v Yes
Butyl benzyl phthalate 2.0 ug/| 1 - U Yes
1,1'-8iphenyl 1.0 ug/| 1 - U Yes
2-Chioronaphthalene 2.0 ug/l 1 - U Yes
4-Chloroaniline 5.0 ug/l 1 - U Yes
Carbazole 1.0 ug/I 1 - u Yes
Caprolactam 2.0 ug/l 1 - u Yes
Chrysene 1.0 ug/| 1 - v Yes
bis(2-Chloroethoxy)methane 2.0 ug/| 1 - U Yes
bis(2-Chloroethyl)ether 2.0 ug/! 1 - U Yes
bis(2-Chloroisopropyl)ether 2.0 ug/l 1 - U Yes
4-Chlorophenyl phenyl ether 2.0 ug/ 1 - u Yes



2,4-Dinitrotoluene
2,6-Dinitrotoluene
3,3'-Dichlorobenzidine
Dibenzo(a,h)anthracene
Dibenzofuran

Di-n-butyl phthalate
Di-n-octyl phthalate
Diethyl phthalate

Dimethyl phthalate
bis{2-Ethylhexyl)phthalate
Fluoranthene

Fluorene
Hexachlorobenzene
Hexachlorobutadiene
Hexachlorocyclopentadiene
Hexachloroethane
Indeno(1,2,3-cd)pyrene
Isophorone
1-Methylnaphthalene
2-Methylnaphthalene
2-Nitroaniline
3-Nitroaniline
4-Nitroaniline
Nitrobenzene
N-Nitroso-di-n-propylamine
Nitrosodiphenylamine
Phenanthrene

Pyrene
1,2,4,5-Tetrachlorobenzene

1.0
1.0
2.0
1.0
5.0
2.0
2.0
2.0
20
2.0
1.0
10
1.0
1.0
10
2.0
1.0
2.0
10
1.0
5.0
5.0
5.0
2.0
2.0
5.0
1.0
1.0
2.0

ug/l
ug/I
ug/l
ug/l
ug/l
ug/l
ug/|
ug/t
ug/I
ug/l
ug/I
ug/l
ug/l
ug/l
ug/l
ug/t
ug/l
ug/l
ug/l
ug/!
ug/l
ug/l
ug/
ug/!
ug/l
ug/l
ug/I
ug/!
ug/

METHOD: 8270D (SIM)

Naphthalene
1,4-Dioxane

0.10
0.10

ug/!
ug/|
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DATA REVIEW WORKSHEETS

Project Number:_JC21229

Date: May_27, 2016

Shipping Date:__May_27,_2016
EPA Region: 2

REVIEW OF SEMIVOLATILE ORGANIC PACKAGE

The following guidelines for evaluating volatile organics were created to delineate required
validation actions. This document wilt assist the reviewer in using professional judgment to
make more informed decision and in better serving the needs of the data users. The sample
results were assesseq according to USEPA data validation guidance documents in the
following order of precedence: EPA Hazardous Waste Support Section, SOP HW-35A, July
2015 Revision 0. Semivolatile Data Validation. The QC criteria and data validation actions listed
on the data review worksheets are from the primary guidance document, unless otherwise
noted.

The hardcopied (laboratory name) _Accutest data package received has been
reviewed and the quality confrol and performance data summarized. The data review for SVOCs
included:

Lab. Project/SDG No.: ___JC21229 Sample matrix: _Soil/Groundwater__
No. of Samples: ___ 4 _Full_scan/4_SIM

Trip blank No.: -

Field blank No.: -

Equipment blank No.: JC2129-4

Field duplicate No.:

_X_ Data Completeness ___X___Laboratory Control Spikes
—X___Holding Times __X___Field Duplicates
X___GC/MS Tuning ___X___Calibrations
—X___Internal Standard Performance ___X___Compound |dentifications
___X__ Blanks —X___ Compound Quantitation
__X___ Surrogate Recoveries _X___ Quantitation Limits
X___ Matrix Spike/Matrix Spike Duplicate

Overall Comments:_ABN_TCL _list_by_method_SW846-8270D;_Naphthalene_and_1,4-Dioxane_
_analyzed_by_method_SW846-8270D_(SIM)

Definition of Qualifiers:

J- Estimated results
u- Compound not detected
R- Rejected)d f
UJ-  Estimatgd ngide




DATA REVIEW WORKSHEETS

DATA COMPLETENESS

MISSING INFORMATION DATE LAB. CONTACTED DATE RECEIVED




DATA REVIEW WORKSHEETS

All cntena were met __X___
Cnitena were nol met
andfor see below

HOLDING TIMES
The objective of this parameter is to ascertain the validity of the results based on the holding time of the
sample from time of collection to the time of analysis.

Complete table for all samples and note the analysis and/or preservation not within criteria

SAMPLE ID DATE DATE pH | ACTION
SAMPLED EXTRACTED/ANALYZED

All samples extracted and analyzed within method recommended holding time. Sample preservation was acceptable.

Cooler temperature (Criteria: 4 +2 °C): 5.6°C

Acfions

Resuilts will be qualified based on the criteria of the following Table:

Table 1. lHolding Time Actions for Semivolatile Analvses

Action
. A Detected Noa-Detected
Matrix Preserved Criteria . i
e Associated Associated
Compounds | Compounds
: =7 days (lor extraction) e . ——
No = 40 days (for analysis) Lise prolessional judgment
. = 7 days {lor extraction} .L -
No - . . J prolessional
- ) davs (lor analyvsis) .
B & judament
= 7 davs (It ‘tracti cpe s
Aqueous Yes dars (lo.r c\lrm.lu.y‘n) No qualilication
= 40 dass (lor analysis)
=7 days (lor extraction) -
3 S . . ! 1)
Yes = 40 days ({or analy sis) : =
Yes/No CGirossly Hxceeded J LlorR
, = b4 days (lor extraction) . ©ecional il
No = 40 day s (for analy sis) L'se prolessional judgment
. = 14 days (lor extraction) .L e
No ST - J prolessional
=40 day s (lor anals sis) .
: - - judement
Non-Agueous - : : : =
Yes = 14 days (for extraction) No qualilication
= 40 days (lor analysis)
= 14 day s (lor extraction) .
N . . J H
e = 40 davs (lor analyvsis) -
Yes/No Grossly [xceeded ) UlorR




DATA REVIEW WORKSHEETS

All cnlena were met __ X
Cniena were no! mel see below

GC/MS TUNING

The assessment of the tuning results is to determine if the sample instrumentation is within the standard
tuning QC limits

X The DFTPP performance results were reviewed and found to be within the specified criteria.

X DFTPP tuning was performed for every 12 hours of sample analysis.

If no, use professional judgment to determine whether the associated data should be accepted, qualified
or rejected.

Notes: These requirements do not apply when samples are analyzed by the Selected lon
Monitoring (SIM) technique.

All mass spectrometer conditions must be identical to those used during the sample
analysis. Background subtraction actions resulting in spectral distortion are
unacceptable

Notes: No data should be qualified based of DFTPP failure.

The requirement to analyze the instrument performance check solution is optional when
analysis of PAHs/pentachlorophenol is to be performed by the SIM technique.

List the samples affected:

Actions:

1. If sample are analyzed without a preceding valid insirument performance check or are analyzed
12 hours after the Instrument Performance Check, qualify all data in those samples as unusable
(R).

2. If ion abundance criteria are not met, use professional judgment to determine to what extent the

data may be utilized.

3. State in the Data Review Narrative, decisions to use analytical data associated with DFTPP
instrument performance checks not meeting the contract requirements.

4, Use professional judgment to determine if associated data should be qualified based on the
spectrum of the mass calibration compounds.
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Altcritena were met ___ X
Critena were not met
andior seebelow

INITIAL CALIBRATION VERIFICATION

Compliance requirements for satisfactory instrument calibration are established to ensure that the
instrument is capable of producing and maintaining acceptable quantitative data.

Date of initial calibration:__05/13/16_(Scan)____ 051716_(SIM)

Instrument ID numbers: GCMS6P GCMSM

Matrix/Leve!: Aqueous/low Aqueous/low

Date of initial calibration:__06/06/2016_({SIM)____

Instrument ID numbers: GCMS4P

Matrix/Level: Aqueous/low

DATE LAB FILE | CRITERIA QUT COMPOUND SAMPLES
ID# RFs, %RSD, %D, r AFFECTED

Initial and initial calibration verification meets the method and guidance validation document
perfarmance criteria.

I I . |

Actions:

Qualify the initial calibration analytes listed in Table 2 using the following criteria:

Table 3. Initial Calibration Actions for Semivolatile Analvsis

Action
Crileria

Deteet Nen-deteet
e R . L ‘se professional | se professional
|l!mmI Calibration not performed at specilicd judgment judament
Irequency and sequence
R R
[Initiat Calibrtion not performed at the specilied ; Ul
CoNCenUEILIoNs ’
1 se professional
T Mini " in Table 2 for target .

RRI i RRIP in Table 2 for targe judgment R
nalyvie

JiorR

RRI"> Minimum RRI in Table 2 for targel
finalyie

o qualilication

o gualitication

PaRSD - Maximum %RSD in Tabie 2 for larget
Einaly e

i

| 'se prolessional
judgzment

YaRSD - Maximum %R8D in Table 2 for wrzet
analyte

No qualification

o qualitication
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Initial Calibration

Table 2. RRF, “%RSD, and %D Acceptance Criteria in Initial Catibration and CCV fer Semivalatils
Analysis

Analyie pl LT ST i\(l)up\cl:::il I\(I:li::::::ﬁl
i RRF YaRSD D' o D'
1 4-Dioxane .G10 10.0 = 40,0 - 50.0
3cosaldehyvde (). 100 400 -4iL0 -350.0
Phenol ). (080 20.0 - 20.0 -25.0
Bis(2-chlorocthy Hether ). 100 200 - 20.0 - 25.0
- llorophenol ). 200} 20.0 =20.0 -25.0
2-Nethy Iphenol 0.(10 2000 -20.0 ~25.0
3-Mcthy Iphenol .10 2040 - 210 -25.0
? 2-Oxybis-(f-chloropropane}  f.aio 2.0 - 25.0 - 50.0
Acelophenone ().060 20.0 -20.0 -35.0
H-MethyIphenol 1010 20.0 = 20.0 -25.0
N-Nitroso-di-n-propy lamine {).080 20.0 - 2501 -25.0
I lexachlorocthane ). 140 20.0 0.0 ~-25.0
Nitrobenzene ).0%0 20.0 - 20.0 =250
Isophorone 0. 140 200 - 24,0 -25.0
- Nitrophenol 0.(J60 20.0 - 200.0 - 25.0
2 4-Dimethy iphenol .30 20.0 -25.0 - 50.0
1315 2-chlorocthoxy Jmethane £).080 20.0 - 20101 - 25,0
2 J-Dichlorophenol (.60 0.0 -20.0 -25.0
Naphihalene 1.200 204 -20.0 =250
H-Chiloroaniline .010 40.0 —40.0 = 50,0
| lexachlorobutadiene £).04) 200 -20.0 25.0
Caprolactam L0 0.0 - 30.0 -50.0
H-Chloro-3-methyIphenol 0,040 20.0 - 20,0 -25.0
2-Mlethy Inaphulialene ). 100 20,0 - 20.0 -25.0
[Hexachlorocvelopentadiene 1.010 0.0 - 40,0 -50.0
2. 4,6-Trichlorophenol (1,090 2040 - 20.0 - 25.0
4. 3-Trichkrophenol 1140 X0 - 20.0 -25.0
1.1-Biphenyl 0. 240 2000 =200 - 25.0
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ARSD %D’ %D’
2 -(hloronaphthalene ().300 20.0 = 2000 -25.0
P -Nitroaniline ).060 20.0 -25.0 -23.0
Dinethy Iphithalate 0.300 20.0 =250 =25.0
D 6-Dinitrotoluene ).0R0 2140 =20.0 =250
Acenaphthylene )00 2410 - 20.0 -25.0
B-Nitroaniline 0.010 20.0 - 25.0 -50.0
Acenaphihene {).200) 20.0 -20.0 -25.0
2. 4-Dinitropiwnol (1010 4.0 - 50.0 —=50.0
H-Nitrophenol {.010 HLO - 40,0 5010
Dibenzoluran 0.300 20.0 - 20.0 -25.0
> 4-Diniteotoluene 0.070 200 - 20.0 -25.0
Dicthy Iphithalate (.300 20.0 - 200 ~25.0
b2 4. 5-Terachlorobenszene (1. 100 20.0 - 2010 -23.0
H-Chlorophenyl-phena lether 0. 100 200 L-20.0 -25.0
I’luorene {1.240 2110 - 2.0 -25.0
H-Nitroaniline 0.010 400 -40.0 - 30.0
4,6-Diniro-2-methy Iphenol .00 40.0 - 30,0 - 50.0
H-Bromopheny l-pheny ether 1.070 20.0 20.0 -25.0
N-Nitrsodipheny lamine ().100 200 - 20.0 -335.0
Ilexachlorobenzene (1030 200 - 20,0 -25.0
Atrazine 0.010 40.0 -25.0 -50.0
Pentachlorophenal 0.010 H10 - 0.0 - 50.0
Phenanthrene 0.200 2.0 - 20.0 - 25,0
Anthrcene 0.200 2040 -20.0 -25.0
Carbasole (1.050 200 =200 - 25.0
Di-n-buty Iphthalate ().500 2.0 - 20).0) -25.0
I luoranthene {). 100 .0 - 20,0 -25.0
Py rene 0. 400 20.0 -25.0 - 50.0
Buiylbens [phthalate 0.100 20.0 —25.0 = 50.0
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Analyte Minimum Maximum ()pc_ning (}pc.uing
RRF “A;RSD Maximuam Maximum
“%D' “%D'
B,3"-Dichlorobenszidine 0.010 40.0 - 40,0 - 50.0
Benzofa)anthracene (0.300 200 -20.0 - 25.0
Chry sene 0.200 20.0 - 20.0 - 50.0
3is( 2-cthvlhexyvl) phthalate 0.201) 2040 -25.0 50.0
Di-n-octy Iphthalate 0.010 0.0 - 40.0 - 50.0
Benzo(b)luornnthene .0H) 20.0 -25.0 - 510
Benzo(kuoranthene (.01 20,0 -25.0 - 30.0
BBenzoalpyrene 0,014 20.0 - 200.0) —50.0
(ndenog1,2.3-cd)pyrene 0.010 20.0 -25.0 -50.0
iben so(ah)anthracene 0.010 20 -25.0 - 50.0
Benzo{g h.hperyiene £).010 2000 - 30.0 0.0
2.3,4.6- I'etrc horophenol .040 2040 = 20.0 - 50,0
Naphthalene 0).600) 0.0 25.0 - 25.0)
2 -Methyvinaphthalene {1.300 20.0 - 20.0 - 25.0
Acenaphithylene 0. 9() 20.0 =20.0 - 25,0
Acenaphthene 0.500 20.0 20.0 -25.0
I'luorene 0. 700 20.0 -25.0 - 50.0
Phenanthrene {1300 20,0 -23.0 — 50.0
Anthracene 0,400 20.0 - 25.0 - 30.0
I'luoranthene 0.400 20.0 25.0 -50.0
Pyrene (). 5(1} 4 - 300 - 50.0
Benzoa)anhracene 0.200 200 - 25.0 - 50.0
(hyesene 0.400 20.0 -25.0 - 50.0
Benzo(b) Muoranthene (). 100 20,0 - 30.0 -50.0
BensofkiTuoranthene ), 104} 200 - 30,0 - S0.0
Benzo(alpyrenc (. 100 20.0 - 25.0 - 50.0
Indeno(),2.3-cd)py rene ). 100 20.0 - 40,0 - 50.0
Dibensoa hanthracene 0.010 2340 -40.0 - 50.0
Benzo{g,hi)pery lene (.0240 2540 - 40.0 = 3010
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fremachtorophenol 0.010 30.0 -~ 50.0 - 50.0
Deaterated Monitoring Compounds
i Closi
Minimum Maximum ()pc.mng n‘emg
Analyte o Oy Maximum Manisnom
RRF YoRSD v D

J1 A-Dioxanc-ds .010 20.0 -25.0 ~50.0
Plhenol-ds (.01 20,0 - 25.0 =25.0
B3is-(2-chlorocths Dether-dy (0. 100 20.0 =200 - 23.0

2-( hlorophenol-d, (), 200 20.0 - 2.0 =~ 25.0
-Alethy Iphenol ds (.010 20.0 - 20.0 - 25.0
1-Chloreaniline-d, LG10 40.0 -40.0 - 5.0
Nitrobensene-ds 0.050 20.0 - 2.0 ~25.0
2-Nitrophenol-d, (1.030 200 - 20.0 -25.0

D d-Dichlorophenad-d. 0.060 200 - 20.0 -25.0
Dinethy [phthalate-d,, ). 304) 200 =20.0 -25.0
Acenaphihy lene-dy .40 20.0 =200 -25.0
1-Nitrophenol-d, 1010 40.0 - 4.0 = 5000
Iluorene-d,, 0. 1{1) 20.0 =20.0 - 35 4)
.6-Dinitro-2-methylphenol-d» 0,010 J0.0 30,0 ~50.0
Anthracene-d;., ).300 20.0 - 20.0) - 25.0

Py renc-d i (). 300) 20.0 =250 - 50.0
Benzo(a)pyrenc-ds (0.010 200 - 20.0 - 50.0

I luoranthene-din (SIM) 0.400 204 -25.0 - 50.0
2-Methylnaphihalene-di (SIND - f0.300 20.0 -20.0 -25.0

II'a closing CCV is acting as an opening CCV, all target analy tes must meet the requircments For an

opening CCV.

Note:

If analysis by SIM technique is requested for PAH/pentachlorophenols, calibration
standards analyzed at 0.10, 0.20, 0.40, 0.80, and 1.0 ng/uL for each target compound
of interest and the associated DMCs. Pentachlorophenol will require only a four point
initial calibration at 0.20, 0.40, 0.80, and 1.0 ng/uL.
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All entena were met
Cnlena wete not met
and/or see below ___X

CONTINUING CALIBRATION VERIFICATION

Compliance requirements for satisfactory instrument calibration are established to ensure that the
instrument is capable of producing and maintzining acceptable quantitative data.

Date of initial calibration;____05/13/16_(Scan)
Date of initial calibration verification {ICV);_05/13/16;_05/16/16
Date of continuing calibration verification (CCV):_05/31/16;_06/02/16;_06/06/16

Date of closing CCV: -
Instrument ID numbers: GCMS6EP
Matrix/Level: Aqueous/low
Date of initial calibration:___06/06/16_(Scan) 05/17/16_(SIM)
Date of initial calibration verification (ICV):____016/06/16___ 05/17-18/16
Date of continuing calibration verification (CCV}.__06/13/16_  _06/01/16;_06/07/16;_06/10/16_____
Date of closing CCV: 06/08/16
Instrument ID numbers: GCMS4P GCMS3M
Matrix/Level: Aqueous/low Aqueous/low
DATE LAB FILE | CRITERIA OUT COMPOUND SAMPLES
1D# RFs, %RSD, %D, r AFFECTED
GCMS6P
05/31116 | cc1209-50 -30.0 2-nitroaniline JC21229-3; 4
-21.0 2,4-dinitrotoluene
-31.4 di-n-octylphthalate*
06/06/16 | cc1209-25 23.7 1,4-dioxane* JC21229-1; -2
40.7 Hexachlorocyclopentadiene
-21.9 2-nitroaniline
di-n-octylphthalate*

Note: Initial and continuing calibration verifications meet the method and guidance document required
performance criteria except the cases describe in this document.
No closing calibration verification included in data package. No action taken, professional
judgment.
* Analytes with % difference in the continue calibration verification outside the method
performance criteria but within the validation guidelines criteria, +40 %. No action taken.

GCMS instrument GCMS6P used in the scan mode for QC samples on 06/02/16. Several
analytes missed the % difference criteria. No action taken, QC samples are not validated.

10
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Actions:

Notes: Verify that the CCV is run at the required frequency (an opening and closing CCV must
be run within 12-hour period).

All DMCs must meet the RRF values given in Table 2. No qualification of the data is
necessary on DMCs RRF and %RSD/%D alone. Use professional judgment to evaluate
DMCs and %RSD/%D data in conjunction with DMCs recoveries to determine the need

for qualification of the data.

Qualify the initial calibration analytes listed in Table 2 using the following criteria in the CCVs:

Table 4. CCV Actions for Semivolatile Analysis

Criteria for Opening CCV

Criteria for Closing CCV

Action

concentration

conceniraLion

Judgiment

Detect Non-iletecl
lse lse
CCV not performed at required CCV not perlormed at required prolessional prelessional
frequency and sequence frequency Judgiment Judgmenmt
R R
T . - o . = L se | se
CCV not performed at specilied COV not performed au specilied - T
professional prolessional

judgmen

for target analyte

tor target analyvie

Lse
RRI" = Minimum RRF in Table 2 | RRF < Minimum RRF in Table 2 | professional R
for target analie for target analyte judgment
YorR

RRI” = Minimum RRI in Table 2 | RRI = Minimum RRI in Table 2 o o
for target analyie for target analyte qualilication qualification
Yol) ouside the Opening %) outside the Closing Maximum
Maximum %0 limits in Table 2 2ald lints in Table 2 tor arget 1 (B}
lor Larget analyte anaiyte
®ald within the inclusive Opening | %0 within the inelusive Closing No No
Maximum 2B limits in Table 2 | Maximum %8 limits in Table 2 . Ce

qualification qualification

11
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All ctena were met _ X
Critena were not met
andior see below

BLANK ANALYSIS RESULTS (Sections 1 & 2)

The assessment of the blank analysis results is to determine the existence and magnitude of
contamination problems. The criteria for evaluation of blanks apply only to blanks associated with the
samples, including frip, equipment, and laboratory blanks. If problems with any blanks exist, all data
associated with the case must be carefully evaluated to determine whether or not there is an inherent
variability in the data for the case, or if the problem is an isolated occurrence not affecting other data.

List the contamination in the blanks below. High and low levels blanks must be treated separately.

Notes: The concentration of non-target compounds in all blanks must be less than or equal o
10 ug/L.

The concentration of target compounds in all blanks must be less than its CRQL listed
in the method.

Samples taken from a drinking water tap do not have and associated field biank.

Laboratory blanks
DATE LABID LEVEL/ COMPOUND CONCENTRATION
ANALYZED MATRIX UNITS

_No_target_analytes_detected_in_method_blanks.

Field/Equipment/Trip blank

DATE LABID LEVEL/ COMPOUND CONCENTRATION
ANALYZED MATRIX UNITS
_No_target_analytes_detected_in_the_equipment_blank._No_field/rip_blanks_analyzed_with_this____
_data_package.

12
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BLANK ANALYSIS RESULTS (Section 3)

Blank Actions

Qualify samples based on the criteria summarized in Table 5:

All critena were met __X___
Cntena were not met
andiorsee below

Table 5. Blank and TCLP/SPLP LEB Actions for Semivolatite Analysis

TCLPSPLP
LEB, Vicld

Blank Ty pe Blank Resull Sample Result Action
Detect Non-deteet No qualilication
< CROI I{-cporl al CRQL and gqualily
= CROI as non-deteet (L)
= CRQL. U se professional judgment
- Report at CROL. and quahily
CROL as non-detect (1)
- CRO Report at smmple results and
’ = CROQL but = Blank Result qualily as non-detect (1 Y oras
Methad, unusable (R}

= CROQIL and = Blank Result

1 'se professional judgmient

Report o samiple results and

(irassly high Dttt qualify as unusable (R)
TIC = 5.0 ug/l.
(water) or 0.{H)30
mg'l (TCLP
leachate) Detect U se professional judgiment
or
TIC = 170 ug/Ke
{sil)
List samples qualified
CONTAMINATION | COMPOUND CONC/UNITS | ALUNITS | SQL | AFFECTED
SOURCE/LEVEL SAMPLES

13
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All critena were met __ ¥
Cnitena were nol met
andlor see below

SURROGATE SPIKE RECOVERIES - DEUTERATED MONITORING COMPOUNDS (DMCs)

Laboratory performance of individual samples is established by evaluation of surragate spike recoveries
— deuterated monitoring compounds. All samples are spiked with surrogate compounds prior to sample
analysis. The accuracy of the analysis is measured by the surrogate percent recovery. Since the effects
of the sample matrix are frequently outside the contro! of the laboratory and may present relatively
unique problems, the validation of data is frequently subjective and demands analytical experience and
professional judgment.

Notes: Recoveries for DMCs in samples and blanks must be within the limits specified in Table
6.

The recovery limits for any of the compounds listed in Table 6 may be expanded at any
time during the period of performance if USEPA determines that the limits are too
resfrictive.

If a DMC is not added in the samples and blanks or the concentrations of DMCs in the
samples and blank not the specified, use professional judgment in qualifying the data.

Table 7. DMC Actions for Semivalatile Analysis

. Action
Criteria
Detect Nan-detect
%R < 10% (excluding DMCs with 10% as a lower l R
aceeptance limit) '
1% = %R (excluding DNCs with 10% as a lower i U
acceptance limit) < Lower Acceeptance | imit
Lower Aceeptance limit = %R < Upper Acceptance Limit | No qualilication No qualification
%R = Lpper Accepance Limit Ji o qualification

List the percent recoveries (%Rs) which do not meet the criteria for DMCs (surrogate) recovery.
Matrix:___Groundwater/Soil

SAMPLE ID SURROGATE COMPOUND ACTION

_DMCs_meet_the_required_criteria._Non-deuterated_surrogates_added_to_the_samples_were
_within_laboratory_recovery_limits.

14
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Tabk 8. Semivolatile DMCs and the Assaciated Target Analyies

1 A=-Diosane-dy (DMC-1)

Phenal-ds (DMC-2)

Bis(2-Chlorocthyl) cther-dy
{DMC-3)

1.4-Dioxane

Benzaldela de
Phenol

Bis( 2-chlorocthy ether
2,2%0Oxybist E-chloropropane)
Bis{ 2-chlorocthoxy Jmethane

2-Chlorophenol-d ( DNEC-)

4-Methy Iphenol-dy (DMC-5)

4-Chlornaniline-d; (DMC-6)

2-Chloarophenol

2-Methylphenol
3-Methy Iphenal
4-MethyIphenal
2 4-Dimethaiphenol

4-Chloroaniline
texachlorevelopemadiene
Dichlorobensidine

Nitrohenzence-ds{DM-7)

2-Nitrophenol-dy (DMC-8)

2 A-Dichlaraphenal-d; (DM C-9)

Acctophenone
N-Nitroso-di-n-propylamine
Hexachloroethane
Nitrobenzene

2. 6-Dinitrotolugne

2 4-Binitrotolucne
N=Nitrosodiphens laming

Isophorone
2-Nirophenol

2.4-Dichlorophenol
llexachlorobutadicne
Hexachlorocyvelopentadiene
3-Chloro-3-methy Iphenol
2.4.6-Trichlorophenol

24,5 Trichlorophenol

1.2 4,5-Tetrachlorobenszene
FPentachlorophenaol

2.3, 4.6- Farachlorophenol

DimcthyIphthatate-d, (DAMC-10)

Acenaphthylenc-dy (DMC-11)

4-Nitrophenokd, (DMC-12)

Caprolactmn

1.1-Biphcnyl

Dimethy Iphthalaie
DicthyIphthalate
Di-n-butyiphthalate
Butylbensy Iphihalate
Bis(2-cthylheny1) phthalae
Di-n-octy Iplthalate

*Naphthalene
*2-Methy Inaphthalene
2-Chloronaphthalcne
* Acenaphthylene

* Acenaphthene

2-Niroaniline
3-Nitroaniline
2, Dinitrophenol
4-Nitrophenol
L-Nitroaniline

15
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Fluarene-d, (DMC-13)

4,6-Dinitro-2-methy Iphenol-d,
{DMC-14)

Anthracene-d , { DM(C-13)

Dibensolurm

*F luorene

4-Chiloropheny I-pheny lether
4-Bromopheny [-pheny lether
Carbasole

4.6-Dinitro-2-methyiphenol

1 lexachlorobensene
Atrazine
*Phenanthirene

* Anthracene

Pyrenc-d (DMC-16)

Benzo(a)py rene-dy; (DMC-17)

*Fluoranthene
*Pyrene
*Benzofa)anthracene
*Chrysene

3,3 -Dichiorobensidine
*Benzo(b) luoranthene
*Bensofk ) Tuormnthene
*Denso{a)pyrene
*Indeno{ 1.2,3-cd)prrene
*Dibensaa)antheacene
*Bensofe,h,i)peryiene

*Included in optional Target Analyie List (TAL) of PAlls and PCP only.

Table 9. Semivolatile SIM DMCs and the Assaciated Tarpet Analyvfes

Fluoranthene-d 10 2-MethyInaphthalcne-d 10
(DMC-1) (DMIC-2)
Fluoranthene Naphthalene

Pyrene

2-Methy Inaphthalene

Benso(a)anthracene

Accnophthy lene

Chrysene

Accpaphthene

Beaso(diluormihene

INMuorene

Benzotkuoranthene

Pentachlorophenol

Benzota)p rene

Phenantbrene

Indeno( 1.2,3-cd)pyrene

Anthmcene

Dibenzo(ahanthracene

Benso{g,hi)pen lene

16
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Allentenaweremet ____
Critera were nof mel
andfor see below ___ X

VI.A° MATRIX SPIKE/MATRIX SPIKE DUPLICATE (MSMSD)

This data is generated to determine long term precision and accuracy in the analytical method for
various matrices. This data alone cannot be used to evaluate the precision and accuracy of individual
samples. f any % R in the MS or MSD falls outside the designated range, the reviewer should
determine if there are matrix effects, i.e. LCS data are within the QC limits but MSMSD data are outside
QC limit.

1. MS/MSD Recoveries and Precision Criteria

The laboratory should use one MS and a duplicate analysis of an unspiked field sample if target
analytes are expected in the sample. If target analytes are not expected, MSMSD should be analyzed.

NOTES: Data for MS and MSDs will not be present unless reguested by the Region.
Notify the Contract Laboratory COR if a field or trip blank was used for the MS
and MSD.

For a Matrix Spike that does not meet criteria, apply the action to only the field sample used to prepare
the Matrix Spike sample. If it is clearly stated in the data validation materials that the samples were
taken through incremental sampling or some other method guaranteeing the homogeneity of the sample
group, then the entire sample group may be qualified.

List the %Rs, RPD of the compounds which do not meet the criteria.
Sample ID;__JC20992-1 Matrix/Level:__Aqueous

Sample ID:__JC21230-2 Matrix/Level:__Soil
Sample ID:__JC20992-2_{SIM) Matrix/Level:__Aqueous
Sample ID:_JC21229-2_(SIM) Matrix/Level:__Soil

The QC reported here applies to the following samples:

JC21229-3, JC21229-4

Method: SW846 8270D

JC20992-1 Spike MS MS  Spike MSD MSD Limits
Compound ugh Q ugh ugh % ugh  ugl % RPD Rec/RPD
3,3-Dichlorobenzidine ND 200 835 42 200 510 26 48*a 10-107/47

(a) Outside of in house control limits.
* - outside control limits

Note: MSMSD % recoveries results and RPD apply to unspiked sample. Unspiked sample
was from another project. No qualifications made.
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The QC reported here applies to the following samples: Method: SW846 8270D
JC21229-1, JC21229-2
JC21230-2  Spike MS MS  Spike MSD MSD Limits
Compound ugh Q ugkg ugkg % ugkg ugkg % RPD Rec/RPD
3-Nitroaniline ND 2060 1030 50 1950 691 35 39*a 12-112/38

(a) Outside of in house control limits.
* - outside control limits

Note: MSMSD % recoveries results and RPD apply to unspiked sample. Unspiked sample
was from another project. No qualifications made.

The QC reported here applies to the following samples: Method: SW846 8270D BY SIM
JC21229-3, JC21229-4

JC20992-2  Spike MS MS  Spike MSD MSD Limits
Compound ugh Q ugl  ugl % ugh  uwgh % RPD Rec/RPD
Naphthalene ND 2 219 1o 2 0432 22*a 134"b 23-140/36
1,4-Dioxane  ND 2 0730 37 2 0230 12*a 104*b 20-160/30

(a) Outside in house control limits due to matrix interference.
(b) Analytical precision exceeds in-house control limits.
* Outside control limit.

Note: MS/MSD % recoveries results and RPD apply to unspiked sample. Unspiked sample
was from another project. No qualifications made.

The QC reported here applies to the following samples: Method: SW846 8270D BY SiM
JC21226-1, JC21229-2

JC21229-1 Spke MS MS  Spike MSD MSD Limits
Compound ugka Q ugkg ugkg % ugkg ugkg % RPD Rec/RPD
1,4-Dioxane  ND 421 855 20*a 421 101 24*a 17 50-150/30

(a) Analytical precision exceeds in-house control limits.
* Qutside control limit.

Note: MSMSD % recoveries under the lower laboratory control limits. 1,4-dioxane not
detected in sample JC21229-1. Non-detects are qualified as (R) in affected samples.
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* QC limits are laboratory in-house performance criteria, LL = lower limit, UL = upper limit.
* If QC limits are not available, use limits of 70 — 130 %.
Actions;

QUALITY %R < LL %R > UL

Positive results J J

Nondetects results R Accept

MS/MBSD criteria apply only to the unspiked sample, its dilutions, and the associated MS/MSD samples:

if the % R for the affected compounds were < LL (or 70 %), qualify positive results (J) and
nondetects (UJ).

If the % R for the affected compounds were > UL (or 130 %), only qualify positive results  (J).
If 25 % or more of all MSMSD %R were < LL {or 70 %) or if two or more MS/MSD %Rs  were
< 10%, qualify all positive results (J) and reject nondetects (R).

A separate worksheet should be used for each MSMSD pair.
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All crtena were mel __¥___
Critena were not mel
andlorsee below

INTERNAL STANDARD PERFORMANCE

The assessment of the internal standard (IS) parameter is used to assist the data reviewer in
determining the condition of the analytical instrumentation.

List the internal standard area of samples which do not meet the criteria.

DATE

internal

Action:

SAMPLEID ISOUT ISAREA ACCEPTABLE ACTION
RANGE

area meets the required criteria of batch samples corresponding to this data package.

If an internal standard area count for a sample or blank is greater than 200.0% of the area for

the associated standard (opening CCV or mid-point standard from initial calibration) (see Table

10 below):

a Qualify detects for compounds quantitated using that internal standard as estimated low
(J-).

b. Do not quaiify non-detected associated compounds.

If an internal standard area count for a sample or blank is less than 20.0% of the area for the

associated standard (opening CCV or mid-point standard from initial calibration):

a. Quatify detects for compounds quantitated using that internal standard as estimated
high (J+).

b. Qualify non-detected associated compounds as unusable (R).

If an internal standard area count for a sample or blank is greater than or equal to 50.0%, and

less than or equal to 200% of the area for the associated standard opening CCV or mid-point

standard from initial calibration, no qualification of the data is necessary.

If an internal standard RT varies by more than 10.0 seconds: Examine the chromatographic

profile for that sample to determine if any false positives or negatives exist For shifts of a large

magnitude, the reviewer may consider parfial or total rejection of the data for that sample

fraction. Detects should not need fo be qualified as unusable (R) if the mass spectral criteria are

met.

If an internal standard RT varies by less than or equal to 10.0 seconds, no qualification of the

data is necessary.

Note: Inform the Contract Laboratory Program Project Officer (CLP PO) if the internal
standard performance criteria are grossly exceeded. Note in the Data Review Narrative
potential effects on the data resulting from unacceptable internal standard performance.
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State in the Data Review Narrative if the required internal standard compounds are not
added to a sample or blank or if the required intemal standard compound is not

analyzed at the specified concentration.

Actions:
Tablc 10. Internal Standard Actions for Semivolatile Analysis
Action
Criteria
Deteet Non-detect

Arca response < 20% ol the opening CCV or mid-point I R
standard CS3 Jrom ICAI

20% < Area response < M)% ol the opening CCV or 1 U

mid-point standard CS3 from [CAL

30% < Arca response = 200% of the opening CCV or

- . 5 . - \ H ili ol i \ ifi ! i
mid-point standard CS3 from ICAL o qualilication o qualification

Area response =~ 200% ol'the opening CCV or mid-point S
aandard CS3 trom ICAL J No qualilication
R shilt between sampleblank and opening CCV or R R

mid-point standard C'83 from [CAL = 10.4 seconds

RT shifi between sample/blank and opening CCV or

. . ik X alifica hY alilicani
mid-point standard C83 Trom 1CAL = HL0 seconds Sl EH ORI
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All cntenia were mel __ X,
Critena were nol mel
and/or see below

TARGET COMPOUND IDENTIFICATION
Criteria:
Is the Relative Retention Times (RRTs) of reported compounds within +0.06 RRT units of the standard

RRT [opening Continuing Calibration Verification (CCV) or mid-point standard from the initial
calibration]. Yes? or No?

List compounds not meeting the criteria described above:

Sample ID Compounds Actions

Mass spectra of the sample compound and a current laboratory-generated standard fie., the mass
spectrum from the associated calibration standard (opening CCV or mid-point standard from initial
calibration)) must match according to the following criteria:
a. All ions present in the standard mass spectrum at a relative intensity greater than 10%
must be present in the sample spectrum.
b. The relative intensities of these ions must agree within +20% between the standard and
sampie specfra (e.g., for an ion with an abundance of 50% in the standard spectrum,
the corresponding sample ion abundance must be between 30-70%).
C. lons present at greater than 10% in the sample mass spectrum, but not present in the
standard spectrum, must be evaluated by a reviewer experienced in mass spectral
interpretation.

List compounds not meeting the criteria described above:

Sample 1D Compounds Actions

_ldentified_compounds_meet_the_required_criteria___
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Action:

1. The application of qualitative criteria for GC/MS analysis of target compounds requires
professional judgment. It is up to the reviewer's discretion to obtain additional information from
the laboratory. if it is determined that incomrect identifications were made, qualify all such data
as unusable (R).

2. Use professional judgment to qualify the data if it is determined that cross-contamination has
occurred.

3. Note in the Data Review Narrative any changes made to the reported compounds or concerns
regarding target compound identifications. Note, for Contract Laboratory COR action, the
necessity for numerous or significant changes.

TENTATIVELY IDENTIFIED COMPOUNDS (TICS)

NOTE: Tentatively identified compounds should only be evaluated when requested by a party
from outside of the Hazardous Waste Support Section (HWSS).

List TICs

Sample ID Compound Sample ID Compound

Action:

1. Qualify all TIC results for which there is presumptive evidence of a match (e.g. greater than or

equal to 85% match) as tentatively identified (NJ), with approximated concentrations. TiCs
labeled “unknown” are qualified as estimated {J).
2. General actions related to the review of TIC results are as follows:
a if it is determined that a tentaive identificaion of a non-target compound is
unacceptable, change the tentative identification fo “unknown” or another appropriate
identification, and qualify the result as estimated (J).

b. If all contractually-required peaks were not library searched and quantitated, the
Region’s designated representative may request these data from the laboratory.
3 In deciding whether a library search result for a TIC represents a reasonable identification, use

professional judgment. If there is more than one possible match, report the result as “gither
compound X or compound Y". If there is a lack of isomer specificity, change the TIC result to a
nonspecific isomer result (e.g., 1,3,5-trimethyl benzene to trimethyl benzene isomer) or to a
compound class (e.g., 2-methyl, 3-ethyl benzene to a substituted aromatic compound).

4 The reviewer may elect to report all similar compounds as a total {e.g., all alkanes may be
summarized and reported as total hydrocarbons).
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5. Target compounds from other fractions and suspected laboratory contaminants should be
marked as “non-reportable”.

6. Other Case factors may influence TIC judgments. If a sample TIC match is poor, but other
samples have a TIC with a valid library match, similar RRT, and the same ions, infer
identification information from the other sample TIC results.

7. Note in the Data Review Namative any changes made to the reported data or any concemns
regarding TIC identifications.

8. Note, for Contract Laboratory COR action, failure to properly evaluate and report TICs
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Allcriteria weremet __ ¥
Cntena were not met
andiorseebelow

SAMPLE QUANTITATION AND REPORTED CONTRACT REQUIRED QUANTITATION LIMITS
(CRQLS)

Action:

1. When a sample is analyzed at more than one dilution, the lower CRQL are used unless a QC
exceedance dictates the use of higher CRQLs from the diluted sample. Samples reported with an “E”
qualifier should be reported from the diluted sample.

2. If any discrepancies are found, the Region's designated representative may contact the laboratory to
obtain additional information that could resolve any differences. If a discrepancy remains unresolved,
the reviewer must use professional judgment to decide which value is the most accurate. Under these
circumstances, the reviewer may determine that qualification of data is warranted. Note in the Data
Review Narrative a description of the reasons for data qualification and the qualification that is applied to
the data.

3. For non-aqueous samples, if the solids is less than 10.0%, use professional judgment for both detects
and non-detects. If the percent solid for a soil sample is greater than or equal to 10.0% and less than
30.0%, use professional judgment to qualify detects and non-detects. If the percent solid for a soil
sample is greater than or equal to 30.0%, detects and non-detects should not be qualified (see Table
).

4. Note, for Contract Laboratory COR action, numerous or significant failures to accurately quantify the
target compounds or to properly evaluate and adjust CRQLs.

5. Results between MDL and CRQL should be qualified as estimated "J".

6. Results < MDL should be reported at the CRQL and qualified “U”. MDLs themselves should not be
reported.

Table 11. Percent Solids Actions Tor Semivolatile Analysis for Non-Aqucouns Samples

Action
Criteria
Detects Non-detects
“uSolids = HL L se prolessional judgmen L se prolessional judgment
1L0% = “aSolids < 30,04, 1 se professional fudgment U se prolessional judament
%uSolids = 3000 Nogualilieation No gualilication
SAMPLE QUANTITATION

The sample quantitation evaluation is to verify laboratory quantitation resulis. In the space below, please
show a minimum of one sample calculation:

Sample ID:__ JC21229-1_(Scan)__  Analyte:__Benzo{a)anthracene__ RF:_1.188_

(1 (19128)(40)/(1569586)(1.188)

0.410 ppm Ok
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QUANTITATION LIMITS

A Dilution performed

SAMPLE ID

DILUTION
FACTOR

REASON FOR DILUTION
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All cnteria were met __ NA___
Crileria were not met
and/or see below

FIELD DUPLICATE PRECISION

Sample IDs: - Matrix: -

Field duplicates samples may be taken and analyzed as an indication of overall precision. These
analyses measure both field and lab precision; therefore, the results may have more variability than
laboratory duplicates which only laboratory performance. It is also expected that soil duplicate resufts
will have a greater variance than water matrices due to difficulties associated with collecting identical
field duplicate samples.

The project QAPP should be reviewed for project-specific information.
Suggested criteria: if targe RPD (> 50 %) is observed, confirm identification of the samples and note
differences. If both samples and duplicate are <5 SQL, the RPD criteria is doubled.

COMPOUND SQL | SAMPLE DUPLICATE RPD | ACTION
ugiL | CONC. CONC.

No fieldfaboratory duplicate analyzed as part of this data package. MSMSD % recoveries RPD
used to assess precision. RPD within the required criteria < 50 % for detected target analytes.
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All critena were met __X___
Cniera were not met
andfor see below

OTHER ISSUES
A System Performance
List samples qualified based on the degradation of system performance during simple analysis:

Sample ID Comments Actions

Action:

Use professional judgment to qualify the data if it is determined that system performance has degraded
during sample analyses. Inform the Contract Laboratory Program COR any action as a result of
degradation of system performance which significantly affected the data.

B. Overall Assessment of Data

List samples qualified based on other issues:
Sample ID Comments Actions

——— -ttt —————

_No_other_issues_that_required_the_need_to_qualify_the_data._Results_are_valid_and_can_be_used
_for_decission_purposes.

Action:

1. Use professional judgment to determine if there is any need to qualify data which were not qualified
based on the Quality Control (QC) criteria previously discussed.

2. Write a brief narrative to give the user an indication of the analytical limitations of the data. Inform
the Contract Laboratory COR the action, any inconsistency of the data with the Sample Delivery
Group (SDG) Narrative. If sufficient information on the intended use and required quality of the data
is available, the reviewer should include their assessment of the usability of the data within the given
context. This may be used as part of a formal Data Quality Assessment (DQA).

3. Sometimes, due fo dilutions, re-analysis or SIM/Scan runs are being performed, there will be
multiple results for a single analyte from a single sample. The following criteria and professional
judgment are used to determine which result shoutd be reported:

¢ The analysis with the lower CRQL
» The analysis with the better QC results
» The analysis with the higher results
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EXECUTIVE NARRATIVE

SDG No: JC21229 Laboratory: Accutest, Florida
Analysis: SW846-8015C Number of Samples: 4
Location: BMSMC, Building 5 Area

Humacao, PR

SUMMARY:  Four (4) samples were analyzed for the low molecutar weight alcohols (LMWAS) list
following method SW846-B015C. The sample results were assessed according to USEPA
data validation guidance documents in the following order of precedence: “Test
Methods for Evaluating Solid Waste, Physical/Chemical Methods SW-846 (Final Update
lil, December 1996),” specifically for Methods 8000/8015C are ulilized. The QC criteria
and data validation actions listed on the data review worksheets are from the primary
guidance document, unless otherwise noted.

Results are valid and can be used for decision making purposes.

Critical issues: None

Major: None

Minor: None

Critical findings: None

Major findings: None

Minor findings: None

COMMENTS: Results are valid and can be used for decision making purposes.
Reviewers Name: Rafael Infante

Chemist License 1888

L

Date; June 23, 2016




SAMPLE ORGANIC DATA SAMPLE SUMMARY

Sample ID: JC21229-1
Sample location: BMSMC Building 5 Area
Sampling date: 5/27/2016
Matrix: Soil

METHOD: 8015C

Analyte Name Result Units Dilution Factor LabFlag Validation Reportable
Ethanol 120 ug/kg 1.0 - u Yes
Isobutyl Alcchol 120 ug/kg 1.0 - U Yes
Isopropyl Alcohol 120 ug/kg 1.0 - u Yes
n-Propy! Alcohol 120 ug/ke 1.0 - u Yes
n-Butyl Alcohol 120 ug/kg 1.0 - u Yes
sec-Butyl Alcohol 120 ug/kg 1.0 - u Yes
Methanol 250 ug/kg 1.0 - u Yes

Sample ID: JC21229-2
Sample location: BMSMC Building 5 Area
Sampling date: 5/27/2016
Matrix: Soil

METHOD: 8015C

Analyte Name Result Units Dilution Factor LabFlag Validation Reportable
Ethanol 120 ug/kg 1.0 - u Yes
Isobutyl Alcohol 120 ug/kg 1.0 - u Yes
Isopropyl Alcohol 120 ug/kg 1.0 - 1] Yes
n-Propyl Alcohol 120 ug/kg 1.0 - u Yes
n-Butyl Alcohol 120 ug/kg 1.0 - u Yes
sec-Butyl Alcohol 120 ug/ke i0 - ] Yes
Methanol 230 ug/kg 1.0 - U Yes

Sample ID: 1C21229-3
Sample location: BMSMC Building 5 Area
Sampling date: 5/27/2016
Matrix: Groundwater

METHOD: 8015C

Analyte Name Result Units Dilution Factor LabFlag Validation Reportable
Ethanol 100 ug/l 1.0 - u Yes
Isobutyl Alcohol 100 ug/l 1.0 - u Yes
Isopropyl Alcohol 100 ug/l 10 - u Yes
n-Propyl Alcohol 100 ug/l 1.0 - u Yes
n-Butyl Alcohol 100 ug/I 1.0 - u Yes
sec-Butyl Alcohol 100 ug/l 1.0 - u Yes
Methanol 200 ug/| 1.0 - U Yes



Sample ID; JC21229-4
Sample location; BMSMC Building 5 Area
Sampling date: 5/27/2016
Matrix: AQ - Equipment Blank

METHOD: 8015C

Analyte Name Resuit Units Dilution Factor LabFlag Validation Reportable
Ethanol 100 ug/l 1.0 - u Yes
Isobutyl Alcohal 100 ug/I 1.0 - U Yes
Isopropyl Alcohol 100 ug/l 1.0 - u Yes
n-Propyl Alcohol 100 ug/l 1.0 - U Yes
n-Butyl Alcohol 100 ug/l 1.0 - U Yes
sec-Butyl Alcohol 100 ug/l 1.0 - U Yes
Methanol 200 ug/I 10 - u Yes
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Project Number.___JC21229

Date: 05/27/12016
Shipping Date:____05/27/2016
EPA Region: 2

REVIEW OF VOLATILE ORGANIC PACKAGE

The following guidelines for evaluating volatile organics were created to delineate required validation actions. This
document will assist the reviewer in using professional judgment to make more informed decision and in better
serving the needs of the dala users. The sample results were assessed according to USEPA data validation
guidance documenls in the following order of precedence: “Test Methods for Evaluating Solid Waste,
Physical/Chemical Methods SW-846 (Final Update Ill, December 1996)," specifically for Methods 8000/8015C are
utiized. The QC crileria and data validation actions listed on the data review worksheets are from the primary
guidance document, unless olherwise noted.

The hardcopied {laboratory name) _Accutest data package received has been reviewed
and the quality control and performance data summarized. The modified data review for VOCs included:

Lab. Project/SDG No.: __JC21229 Sample matrix: ___SoilGroundwater,
No. of Samples: 4

Trip blank No.: -

Field blank No.. -

Equipment blank No..__ JC21229-4
Field duplicate No.:

__X___Data Completeness —X___Laboratory Control Spikes
__X___Holding Times —_X___Field Duplicates
—_N/A_GCMS Tuning — X___Calibrations

___N/A_ Internal Standard Performance __X___ Compound Identifications
__X__ Bianks —X___Compound Quantitation
__X___Surrogate Recoveries __X___ Quantitation Limits
—X___ Matrix SpikeMatrix Spike Duplicate

Overall Comments:_Low_molecular_weight_alcohols_by_SW-846_8015C

Definition of Qualifiers:

J- Estimated results

U- Compound not detected
R- Rejected data

UJ-  Estimated nondetect

Reviewer:
Date:_ June_23,_2016
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DATA COMPLETENESS

MISSING INFORMATION DATE LAB. CONTACTED DATE RECEIVED
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All cnilena were met __¥,
Crilera were nol mel
andfor seebelow

HOLDING TIMES
The objective of this parameter is to ascertain the validity of the results based on the holding time of the
sample from time of collection to the time of analysis.

Complete table for alt samples and note the analysis and/or preservation not within criteria

SAMPLE ID DATE SAMPLED | DATE ANALYZED pH | ACTION

All samples analyzed within the recommended method holding time. All samples properly
preserved.

Criteria

Aqueous samples ~ 14 days from sample collection for preserved samples (pH < 2, 4°C), no air bubbles.
Aqueous samples - 7 days from sample collection for unpreserved samples, 4°C, no air bubbles.

Sail samples- 7 days from sample collection.

Cooler temperature (Criteria: 4 + 2 °C): 5.6°C

Actions

If the VOCs vial(s) have air bubbles, estimate positive results (J) and reject nondetects (R).

I the % solids of soil samples is 10-50%, estimates positive results (J) and nondetects (UJ)

If the % solid of soil samples is < 10%, estimate positive results (J) and reject nondetects (R).

If holding times are exceeded but < 14 days beyond criteria, estimate positive results (J) and nondetects
{(UJ).

If holding times are exceeded but < 28 days beyond criteria, estimate positive results {J) and reject
nondetects (R).

If holding times are grossly exceeded (> 28 days beyond criteria), reject all results (R).

If samples were not iced or if the ice were melted (> 10°C), estimate positive results (J) and nondetects
(UJ).
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All cnitena were mel __N/A__
Critenia were nol mel seebelow

GCMS TUNING

The assessment of the tuning results is to determine if the sample instrumentation is within the standard
tuning QC limits

__N/A_ The BFB performance results were reviewed and found to be within the specified criteria.
__N/A_ BFB tuning was performed for every 12 hours of sample analysis.

If no, use professional judgment to determine whether the associated data should be accepted, qualified
or rejected.

List the samples affected:

If mass calibration is in error, all associated data are rejected.
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All critena were met __¥___
Crilera were not met
andlor seebelow

CALIBRATION VERIFICATION

Compliance requirements for satisfactory instrument calibration are established to ensure that the
instrument is capable of producing and maintaining acceptable quantitative data.

Date of initial calibration: 0511716
Dates of continuing calibration:_05/17/16 (initial);_06/01/16;_05/02/16_
Dates of final calibration verification:__06/01/16;_06/02/16

Instrument ID number; GCGH
Matrix/Level: Aqueousfiow
DATE LAB FILE ID# | CRITERIA OUT COMPOUND SAMPLES
RFs, %RSD, %D, r AFFECTED

Note: Initial, continuing, and final calibration verifications meets method specific criteria in at least one
of the column, second column used for confirmation only.

Criteria

All RFs must be > 0.05 regardless of method requirements for SPCC.

All %RSD must be < 15 % regardless of method requirements for CCC.

All %Ds must be < 20% regardless of method requirements for CCC.

It should be noted that Region 2 SOP HW-24 does not specify criterion for the curve comelation
coefficient {r). A limit for r of > 0.995 has therefore been utilized as professional judgment.

Actions

If any compound has an initial RF or a continuing RF of < 0.05, estimate positive resuits (J) and reject
nondetects (R), regardless of method requirements.

If any compound has a %RSD > 15%, estimate positive results (J) and use professional judgment to
qualify nondetects.

If any compound has a %RSD > 90%, estimate positive results (/) and reject nondetects (R).

It any compound has a % D > 20%, estimate positive results (J) and reject nondetects (R).

If any compound has a % D > 20%, estimate positive resulis (J) and nondetects (UJ).

If any compound has a % D > 90%, estimate positive resulis (J) and reject nondetects (R).

If any compound has r < 0.995, estimate positive results and nondetects.

A separate worksheet should be filled for each initial curve
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All cnitena were mel __%___
Cntena were nol me!
andor see below

VA BLANK ANALYSIS RESULTS (Sections 1 & 2)

The assessment of the blank analysis results is to determine the existence and magnitude of
contamination problems. The criteria for evaluation of blanks apply only to blanks associated with the
samples, including trip, equipment, and laboratory blanks. if problems with any blanks exist, all data
associated with the case must be carefully evaluated to determine whether or not there is an inherent
variability in the data for the case, or if the problem is an isolated occurrence not affecting other data.

List the contamination in the bianks below. High and low levels blanks must be treated separately.

Laboratory blanks
DATE LABID LEVEL/ COMPOUND CONCENTRATION
ANALYZED MATRIX UNITS

__All_method_blank_meeth_method_specific_criteria

Field/Equipment/Trip blank
DATE LABID LEVEL/ COMPOUND CONCENTRATION
ANALYZED MATRIX UNITS

_No_target_analytes_dected_in_the_equipment_blank._No_field/trip_blanks_included_in_this_data___
_package.
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All critena were mel _X___
Critena were not mel
and/or seebelow ___

VB.  BLANK ANALYSIS RESULTS (Section 3)
Blank Actions

Action Levels (ALs) should be based upon the highest concentration of contaminant determined in any
biank. Do not qualify any blank with another blank. The ALs for samples which have been diluted should
be cormrected for the sample dilution factor andfor % moisture, where applicable. No positive sample
results should be reported unless the concentration of the compound in the samples exceeds the ALs:

ALs = 10x the amount of common contaminants (methylene chloride, acetone, 2-butanone, and toluene)
ALs = 5x for any other compounds

Specific actions are as follows:

If the concentration is < sample quantitation limit (SQL) and < AL, report the compound as not detected
(U) at the SQL.

If the concentration is > SQL but < AL, report the compound as not detected {U) at the reported
concentration.

If the concentration is > SQL and > AL, report the concentration unquafified.

Notes:
High and low level blanks must be treated separately

Compounds qualified “U” for blank contamination are still considered *hits” when qualifying for calibration
criteria.

CONTAMINATION | COMPOUND CONC/UNITS | ALUNITS | SQL | AFFECTED
SOURCE/LEVEL SAMPLES
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All cnteria were met __X_
Crilena were nol mel
and/or see below

SURROGATE SPIKE RECOVERIES

Laboratory performance of individual samples is established by evaluation of surrogate spike recoveries.
All samples are spiked with surrogate compounds prior to sample analysis. The accuracy of the analysis
is measured by the surrogate percent recovery. Since the effects of the sample matrix are frequenty
outside the control of the laboratory and may present relatively unique problems, the validation of data is
frequently subjective and demands analytical experience and professional judgment.

List the percent recoveries (%Rs) which do not meet the criteria for surrogate recovery.

Matrix: solid/aqueous

SAMPLEID SURROGATE COMPOUND ACTION
Hexanol DBEM JOL-d8 BEB

_All_surrogate_recoveries_within_laboratory_control_limits.

QC Limits* (Aqueous)
U toU  _73t0_123_ __to fo_ __to_
QC Limits* (Solid-Low)

WtoW = 69t 121__ _ to —to___ __to
QC Limits* (Solid-Med)
LLio U _ to o _to.  _ to
1,2-DCA = 1,2-Dichloromethane-d4 TOL-d8 = Toluene-d8
DBFM = Dibromofiuoromethane BFB = Bromofluorobenzene
* QC limits are laboratory in-house performance criteria, LL = lower fimit, UL = upper limit
* If QC limits are not available, use imits of 80 — 120 % for aqueous and 70 - 130% for  solid
samples.
Actions:
QUALITY %R < 10% %R=10%-LL | %R>UL
Positive results J J J
Nondetects results R uJ Accept

Surrogate action should be applied:

If one or more surrogate in the VOC fraction is out of specification, but has a recovery of > 10%.
If any one surrogate in a fraction shows < 10 % recovery.
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All critena were met _ X
Cntena were not met
andfor see below

VIl. A MATRIX SPIKEMATRIX SPIKE DUPLICATE (MS/MSD)

This data is generated to determine long term precision and accuracy in the analytical method for various
matrices. This data alone cannot be used to evaluate the precision and accuracy of individual samples. If
any % R in the MS or MSD falls outside the designated range, the reviewer should determine if there are
matrix effects, i.e. LCS data are within the QC limits but MSMSD data are outside QC limit.

1. MS/MSD Recoveries and Precision Criteria

The laboratory should use one MS and a duplicate analysis of an unspiked field sample if target analytes
are expected in the sample. if target analytes are not expected, MSMSD should be analyzed.

List the %Rs, RPD of the compounds which do not meet the criteria.

Sample ID;_JC21060-1MS/-MSD Matrix/Level:____Groundwater/low
Sample ID;__JC21229-2MS/-MSD Matrix/Level:____ Soillow
MS OR MSD COMPOUND %R RPD QCLMITS ACTION

_MSMSD_%_recoveries_and_RPD_within_laboratory_control_limits.

¥ QC limits are laboratory in-house performance criteria, LL = lower limit, UL = upper fimit.

* If QC limits are not available, use limits of 70 — 130 %.

Actions:
QUALITY %R <LL %R > UL
Positive resuits J J
Nondetects results R Accept
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All cntena were mef __ X
Cntena were not mel
andfor see below _____

MSMSD criteria apply only to the unspiked sample, its dilutions, and the associated MSMSD
samples:

If the % R for the affected compounds were < LL (or 70 %), qualify positive results (J) and
nondetects (UJ).
If the % R for the affected compounds were > UL (or 130 %), only qualify positive results  (J).
If 25 % or more of all MSMSD %R were < LL (or 70 %) or if two or more MS/MSD %Rs  were
< 10%, qualify all positive results (J) and reject nondetects (R).

VIL.B MATRIX SPIKE/MATRIX SPIKE DUPLICATE

MSMSD - Unspiked Compounds

It should be noted that Region 2 SOP HW-24 does not specify a MSMSD criteria for the unspiked
compounds in the sample. A %RSD of < 50% has therefore been utilized as professional judgment.

If all target analytes were spiked in the MSMSD, this review element is not applicable.

List the %RSD of the compounds which do not meet the criteria.

Sample ID: - Matrix/Level/Unit -

COMPOUND SAMPLE MSCONC. MSDCONC. %RSD ACTION
CONC.

Actions:

* If the % RSD > 50, qualify the positive result in the unspiked samples as estimated ().
* If the % RSD is not calculated (NC) due to nondetected value, use professional judgment to qualify the
data,

A separate worksheet should be used for each MS/MSD pair.

10
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VI

___Recoveries_within_laboratory_control_limits.

All crilena were met %
Cntena were not mel
and/or see below

LABORATORY CONTROL SAMPLE (LCS) ANALYSIS
This data is generated to determine accuracy of the analytical method for various matrices.
1. LCS Recoveries Criteria

Where LCS spiked with the same analyte at the same concentrations as the MSMSD?  Yes
or No. If no make note in data review memo.

List the %R of compounds which do not meet the criteria

LCSID COMPOUND %R QC LIMIT

Acfions:

* QC limits are laboratory in-house performance criteria, LL = lower limit, UL = upper
limit.
* If QC limits are not available, use limits of 70 - 130 %.
QUALITY %R < LL %R > UL
Positive results J J
Nondetects results R Accept

All analytes in the associated sample results are qualified for the following criteria.

If 25 % of the LCS recoveries were < LL (or 70 %), qualify all positive results {j) and reject
nondetects (R).
If two or more LCS were below 10 %, qualify all positive results as (J) and reject  nondetects

R).

2 Frequency Criteria:

Where LCS analyzed at the required frequency and for each matrix? Yes or No.
if no, the data may be affected. Use professional judgment to determine the severity of the effect and
qualify data accordingly. Discuss any actions below and list the samples affected.

11
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All criteria were met __ NA___
Critena were nol mel
andfor see below

IX. FIELD/LABORATORY DUPLICATE PRECISION

Sample IDs: - Matrix: -

Fieldfiaboratory duplicates samples may be taken and analyzed as an indication of overall precision.
These analyses measure both field and lab precision; therefore, the results may have more variability
than laboratory duplicates which only laboratory performance. It is also expected that soil duplicate
results will have a greater variance than water matrices due to difficulties associated with collecting
identical field dupficate samples.

The project QAPP should be reviewed for project-specific information.
Suggested criteria: RPD + 30% for aqueous samples, RPD + 50 % for solid samples. If both samples and
duplicate are <5 SQL, the RPD criteria is doubled.

COMPOUND | SQL | SAMPLE CONC. | DUPLICATE CONC. [ RPD [ ACTION

No fieldlaboratory duplicate analyzed with this data package. MSMSD % recoveries RPD used fo
assess precision. RPD within laboratory, generally acceptable and guidance document
performance criteria controf limits.

Actions:

Qualify as estimated positive results {J) and nondetects (UJ) for the compound that exceeded the above
criteria. For organics, only the sample and duplicate will be qualified.

If an RPD cannot be calculated because one or both of the sample results is not detected, the following
actions apply:

If one sample result is not detected and the other is greater than 5x the SQL qualify (J/UJ).

If one sample value is not detected and the other is greater than 5x the SQL and the SQLs for the sample
and duplicate are significantly different, use professional judgment to determine if qualification is
appropriate.

If one sample value is not detected and the other is less than 5x, use professional judgment to determine
if qualification is appropriate.

If both sample and duplicate results are not detected, no action is needed.

12
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All cnlena were met __N/A
Critena were not met
and/or see below

X INTERNAL STANDARD PERFORMANCE

The assessment of the internal standard (IS) parameter is used to assist the data reviewer in determining
the condition of the analytical instrumentation.

List the internal standard area of samples which do not meet the criteria.

* Area of +100% or -50% of the IS area in the associated calibration standard.

* Retention time {RT) within 30 seconds of the IS area in the associated calibration standard.

DATE SAMPLE ID IS OUT IS AREA ACCEPTABLE ACTION
RANGE

Actions:

1. 1S actions should be applied to the compound quantitated with the out-of-control I1Ss

QUALITY ISAREA <-25% | IS AREA =-25% | IS AREA > +100%
TO - 50%

Positive results J J J

Nondetected results R uJ ACCEPT

2. if a IS retention time varies more than 30 seconds, the chromatographic profile for that
sample must be examined to determine if any false positive or negative exists. For shifts of a
large magnitude, the reviewer may consider partial or total rejection of the data for the
sample fraction.

13
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All cniena were met _ ¥
Ciritena were not met
andfor see below

Xl.  SAMPLE QUANTITATION

The sample quantitation evaluation is to verify laboratory quantitation resuits. In the space below, please
show a minimum of one sample calculation:

JC21229-1

Hexanol RF = 67.60

[ ] =(288217)/(67.60)
= 4,264 ppm OK

14
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All crilena were mel __¥__
Criteria were not met

andior seebelow
Xll.  QUANTITATION LIMITS
A Dilution performed
SAMPLE ID DILUTION FACTOR REASON FOR DILUTION

B. Percent Solids

List samples which have < 50 % solids

Actions:
If the % solids of a soil sample is 10-50%, estimate positive results (J) and nondetects (UJ)

If the % solids of a soil sample is < 10%, esimate positive results (J) and reject nondetects
(R)

15



EXECUTIVE NARRATIVE

SDG No: JC21229 Laboratory: Accutest, New lersey
Analysis: SWg46-80818 Number of Samples: 4
Location: BMSMC, Building 5 Area

Humacao, PR

SUMMARY:  Four (4) sample was analyzed for selected pesticides following method SW846-80818B.
The sample results were assessed according to USEPA data validation guidance
documents in the following order of precedence Hazardous Waste Support Section SOP
No. HW-36A, Revision 0, June, 2015. SOMO02.2. Pesticide Data Validation. The QC criteria
and data validation actions listed on the data review worksheets are from the primary
guidance document, unless otherwise noted.

Results are valid and can be used for decision making purposes.

Critical issues: None

Major: None

Minor: None

Critical findings: None

Major findings: Naone

Minor findings: None

COMMENTS: Results are valid and can be used for decision making purposes.
Reviewers Name: Rafael Infante

Chemist License 1888

QAL

Date: June 23, 2016




SAMPLE ORGANIC DATA SAMPLE SUMMARY

Sample ID: JC21229-1
Sample location: BMSMC Building 5 Area
Sampling date; 27-May-16
Matrix: Soil

METHOD: 8081B

Analyte Name Result  Units Dilution Factor LabFlag Validation Reportable
Aldrin 0.84 ug/kg 1 - u Yes
alpha-BHC 0.84 ug/kg 1 - u Yes
beta-BHC 0.84 ug/kg 1 - u Yes
delta-BHC 0.84 ug/kg 1 - u Yes
gamma-BHC (Lindane) 0.84 ug/kg 1 - u Yes
alpha-Chlordane 0.84 ug/kg 1 - u Yes
gamma-Chlordane 0.84 ug/kg 1 - U Yes
Dieldrin 0.84 ug/kg 1 - U Yes
4,4'-DDD 0.84 ug/kg 1 - u Yes
4,4'-DDE 0.84  ug/kg 1 = U Yes
44'-DDT 0.84 ug/kg 1 - 1] Yes
Endrin 0.84 ug/kg 1 - u Yes
Endosulfan sulfate 0.84 ug/kg 1 - u Yes
Endrin aldehyde 0.84 ug/kg 1 - U Yes
Endosuifan-| 0.84 ug/kg 1 - U Yes
Endosulfan-Ii 0.84 ug/kg 1 - U Yes
Heptachlor 0.84 ug/kg 1 U Yes
Heptachlor epoxide 0.84 ug/kg 1 V] Yes
Methoxychlor 1.7 ug/kg 1 - U Yes
Endrin ketone 0.84 ug/kg 1 - u Yes
Toxaphene 21 ug/kg 1 - u Yes



Sample ID: JC21225-2
Sample location: BMSMC Building S Area
Sampling date: 27-May-16
Matrix: Sail

METHOD: 8081B

Analyte Name Result  Units Dilution Factor LabFlag Validation Reportable
Aldrin 0.74 ug/ke 1 - u Yes
alpha-BHC 0.74 ue/ke 1 - U Yes
beta-BHC 0.74 ug/kg 1 - u Yes
delta-BHC 0.74 ug/kg 1 - u Yes
gamma-BHC (Lindane) 0.74 ug/kg 1 - U Yes
alpha-Chlordane 0.74  ug/kg 1 - 1] Yes
gamma-Chlordane 0.74 ug/kg 1 - U Yes
Dieldrin 0.74 ug/kg 1 - U Yes
4,4'-DDD 0.74 ug/kg 1 - u Yes
4,4'-DDE 0.74 ug/kg 1 - U Yes
4,4-DDT 0.74 ug/kg 1 - u Yes
Endrin 0.74 ug/kg 1 - u Yes
Endosulfan sulfate 0.74 ug/kg 1 - u Yes
Endrin aldehyde 0.74 ug/kg 1 - u Yes
Endosulfan-| 0.74 ug/ke 1 - u Yes
Endosulfan-Ii 0.74 ug/kg 1 - u Yes
Heptachlor 0.74 ug/kg 1 u Yes
Heptachlor epoxide 0.74 ug/kg 1 - u Yes
Methaxychlor 15 ug/kg 1 - u Yes
Endrin ketone 0.74 ug/ke 1 - u Yes
Toxaphene 18 ug/kg 1 - u Yes



Sample ID; 1C21229-3
Sample location: BMSMC Building 5 Area
Sampling date: 27-May-16
Matrix; Groundwater

METHOD: 80818

Analyte Name Result  Units Dilution Factor LabFlag Validation Reportable
Aldrin 0.010 ug/L 1 - U Yes
alpha-BHC 0.010 ug/L 1 - U Yes
beta-BHC 0.010 ug/L 1 - U Yes
delta-BHC 0.010 ug/L 1 - u Yes
gamma-BHC {Lindane) 0.010 ug/L 1 - u Yes
alpha-Chlordane 0.010 ug/L. 1 - u Yes
gamma-Chlordane 0.010 ug/L 1 - u Yes
Dieldrin 0.010 ug/L 1 - u Yes
4,4-DDD 0.010 ug/L 1 - U Yes
4,4*-DDE 0.010 ug/L 1 - U Yes
4,4'-DDT 0.010 ug/L 1 - ] Yes
Endrin 0.010 ug/L 1 - u Yes
Endosulfan sulfate 0.010 ug/L 1 - u Yes
Endrin aldehyde 0.010 ug/L 1 - u Yes
Endrin ketone 0.010 ug/L 1 - u Yes
Endosulfan-| 0.010 ug/L 1 - U Yes
Endosulfan-Il 0.010 ug/L 1 - u Yes
Heptachlor 0.010 ug/L 1 - u Yes
Heptachlor epoxide 0.010 ug/L 1 - u Yes
Methoxychlor 0.020 ug/L 1 - u Yes
Toxaphene 0.26 ug/L 1 u Yes



Sample ID: JC212294
Sample location: BMSMC Building S Area
Sampling date: 27-May-16
Matrix: AQ - Equipment Blank

METHOD: 8081B

Analyte Name Result  Units Dilution Factor Lab Flag Validation Reportable
Aldrin 0.011 ug/L 1 - u Yes
alpha-BHC 0.011 ug/L 1 - u Yes
beta-BHC 0.011 ug/L 1 - u Yes
delta-BHC 0.011 ug/L 1 - U Yes
gamma-BHC {Lindane) 0.011 ug/L 1 - U Yes
alpha-Chlordane 0.011 ug/L 1 - u Yes
gamma-Chlordane 0.011 ug/t 1 - U Yes
Dieldrin 0.011 ug/L 1 - u Yes
4,4'-DDD 0.011 ug/L 1 - u Yes
4,4'-DDE 0.011 ug/L 1 - u Yes
44'-DDT 0.011 ug/L 1 - u Yes
Endrin 0.011 ug/L 1 - u Yes
Endosulfan sulfate 0.01% ug/L 1 - u Yes
Endrin aldehyde 0.011 ug/L 1 - u Yes
Endrin ketone 0.011 ug/L 1 - U Yes
Endosulfan-| 0.011 ug/L 1 - u Yes
Endosulfan-li 0.011 ug/L 1 - u Yes
Heptachlor 0.011 ug/L 1 - U Yes
Heptachlor epoxide 0.011 ug/L ] - U Yes
Methoxychlor 0.022 ug/L 1 - u Yes
Toxaphene 0.28 ug/L 1 - u Yes



DATA REVIEW WORKSHEETS

Project/Case Number: JC21229_
Sampling Date:___ May_27,_2016____
Shipping Date:___May_27,_2016

EPA Region No.: 2

REVIEW OF PESTICIDE ORGANIC PACKAGE

The following guidelines for evaluating volatile organics were created to delineate
required validation actions. This document will assist the reviewer in using professional
judgment to make more informed decision and in better serving the needs of the data
users. The sample results were assessed according to USEPA data validation guidance
documents in the following order of precedence Hazardous Waste Support Section SOP No.
HW-36A, Revision 0, June, 2015. SOMOQ2.2. Pesticide Data Validation. The QC criteria and
data validation actions listed on the data review worksheets are from the primary
guidance document, unless otherwise noted.

The hardcopied (laboratory name) _Accutest data package received has been
reviewed and the quality control and performance data summarized. The data review for VOCs included:
Lab. Project/SDG No.: __JC21229 Sample matrix: ___Soil/Groundwater____
No. of Samples: 4

Trip blank No.: -

Field blank No.: -

EquipmentblankNo.._____~ MG21229-4

Field duplicate No.: -

Field spikes No.: -

QC audit samples: -

__X___Data Completeness _X____Laboratory Control Spikes
__X___Holding Times _X____Field Duplicates

__N/A__ GCMS Tuning X____Calibrations

__X__Internal Standard Performance X____ Compound Identifications
__X__ Blanks _X____ Compound Quantitation
__X___Surmrogate Recoveries _X____Quantitation Limits

__X___Matrix SpikeMatrix Spike Duplicate

Overall Comments:__TCL_pesticides_list_by_SW846-80818

Definition of Qualifiers:

J- Estimated results

U- Compound not detected
R- Rejected data

Ul  Estimafdd ﬁ WJ%
Reviewer: .i

Date:__June_23,_2016_




DATA REVIEW WORKSHEETS

DATA COMPLETENESS

MISSING INFORMATION DATE LAB. CONTACTED DATE RECEIVED




DATA REVIEW WORKSHEETS

Al crilena were mel X
Critena were nol mel
andlor see below

HOLDING TIMES
The objective of this parameter is to ascertain the validity of the results based on the holding time
of the sample from time of collection to the time of analysis.

Complete table for all samples and note the analysis and/or preservation not within criteria

SAMPLE ID DATE DATE ACTION
SAMPLED EXTRACTED/ANALYZED
Samples properly preserved.

Preservatives:  All_samples_extracted_and_analyzed_within_the_required_criteria.

Criteria

Aqueous samples - seven (7) days from sample collection for extraction; 40 days from sample
collection for analysis.

Non-aqueous samples — fourteen (14) days from sample collection for extraction; 40 days from
sample collection for analysis.

Cooler temperature (Criteria: 4 + 2 °C): 5.6°C - OK
Actions

Qualify aqueous sample results using preservation and technical holding time information
as follows:

a. If there is no evidence that the samples were properly preserved (T = 4°C + 2°C), and the
samples were extracted or analyzed within the technical holding times, qualify detects as estimated
(J) and non-detects as estimated (UJ).

b. If there is no evidence that the samples were properly preserved (T = 4°C + 2°C), and the
samples were extracted or analyzed outside the technical holding times, qualify detects as
estimated (J) and non-detects as estimated (U.).

¢. If the samples were properly preserved, and were extracted and analyzed within the technical
holding times, no qualification of the data is necessary.

d. If the samples were properly preserved, and were extracted or analyzed outside the technical
holding times, qualify detects as estimated (J) and non-detects as estimated (UJ). Note in the Data
Review Narrative that holding times were exceeded and the effect of exceeding the holding ime on
the resulting data.
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e. Use professional judgment to qualify samples whose temperature upon receipt at the laboratory
is either below 2 degrees centigrade or above 6 degrees centigrade.
f. If technical holding fimes are grossly exceeded, use professional judgment to qualify the data.

Qualify non-aqueous sample results using preservation and technical holding time
information as follows:

a. If there is no evidence that the samples were properly preserved (T = 4°C + 2°C), and the
samples were extracted or analyzed within the technical holding time, qualify detects as estimated
(J) and non-detects as estimated (UJ).

b. If there is no evidence that the samples were properly preserved (T = 4°C + 2°C), and the
samples were extracted or analyzed outside the technical holding time, qualify detects as
estimated (J} and non-detects as estimated {U.).

¢. If the samples were properly preserved, and were extracted and analyzed within the technical
holding time, no qualification of the datais necessary.

d. If the samples were properly preserved, and were extracted or analyzed outside the technical
holding time, qualify detects as estimated (J) and non-detects as estimated {UJ). Note in the Data
Review Narrative that holding times were exceeded and the effect of exceeding the holding time on
the resuiting data.

e. Use professional judgment to qualify samples whose temperature upon receipt at the laboratory
is either below 2 degrees centigrade or above 6 degrees centigrade.

f. If technical holding times are grossly exceeded, use professional judgment to qualify the data.
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Al erilena were met ___X
Criteria were not mel see below __

GAS CHROMATOGRAPH WITH ELECTRON CAPTURE DETECTOR (GC/ECD) INSTRUMENT
PERFORMANCE CHECK (SECTIONS 1 TO 5)

1. Resolution Check Mixture
Criteria

Is the resolution between two adjacent peaks in the Resolution Check Mixture C greater than or
equat to 80.0% for all analytes for the primary column and greater than or equal to 50.0% for the
confirmation column? Yes? or No?

Is the resolution between two adjacent peaks in the Resolution Check Mixture (A and B) greater
than or equal to 60.0%? Yes? or No?

Note: If resolution criteria are not met, the quantitative results may not be accurate due
to inadequate resolution. Qualitative identifications may also be questionable if
coelution exists.

Action

a. Qualify detects for target compounds that were not adequately resolved as tentatively identified
(NJ).

b. Qualify non-detected compounds as unusable (R).

2. Performance Evaluation Mixture (PEM) Resolution Criteria

Criteria

Is PEM analysis pesformed at the required frequency (at the ehd of each pesticide initial calibration
sequence and every 12 hours)? Yes? or No?
Action

a. If PEM is not performed at the required frequency, qualify all associated sample and blank
results as unusable (R).

Criteria

ts PEM % Resolution < 90%? Yes? or No?
Action

a. a. Qualify detects for target compounds that were not adequately resolved as tentatively

identified {N.J}.
b. Qualify non-detected compounds as unusable (R).
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Ali crteria weremet ___ X___
Cnlena were nol mel see below

3. PEM 4,4'-DDT Breakdown

Criteria

Is the PEM 4,4'-DDT % Breakdown >20.0% and 4,4'-DDT is detected? Yes? or No?
Action

a. Qualify detects for 4,4'-DDT; detects for 4,4-DDD; and detects for 4,4'-DDE as estimated (J)
Criteria

Is the PEM 4,4'-DDT % Breakdown >20.0% and 4,4'-DDT is not detected Yes? or No?
Action

a. Qualify non-detects for 4,4'- DDT as unusable (R )

b. Qualify detects for 4,4-DDD as tentatively identified (NJ)

¢. Qualify detects for 4,4'-DDE as tentatively identified (NJ)

4. PEM Endrin Breakdown

Criteria

Is the PEM Endrin % Breakdown >20.0% and Endrin is detected? Yes? or No?
Action

a. Qualify detects for Endrin; detects for Endrin aldehyde; and detects for Endrin ketone as
estimated (J}

Criteria

Is the PEM Endrin % Breakdown >20.0% and Endrin is not detected Yes? or No?
Action

a. Qualify non-detects for Endrin as unusable (R )

b. Qualify detects for Endrin aldehyde as tentatively identified (NJ)
¢. Qualify detects for Endrin ketone as tentatively identified (NJ)
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All critenawere mel __¥_
Critenia were nol met see below

5. Mid-point Individual Standard Mixture Resolution -
Criteria

Is the resolution between two adjacent peaks in the Resolution Check Mixture C greater than or
equal to 80.0% for all analytes for the primary column and greater than or equal to 50.0% for the
confirmation column? Yes? or No?

Is the resolution between two adjacent peaks in the Resolution Check Mixture {A and B) greater
than or equal to 90.0%? Yes? or No?

Note: If resolution criteria are not met, the quantitative results may not be accurate due
to inadequate resolution. Qualitative identifications may also be questionable if
coelution exists.

Action
a. Qualify detects for target compounds that were not adequately resolved as tentatively identified

(NJ).
b. Qualify non-detected compounds as unusable (R).

Criteria

Is mid-point individual standard mixture analysis performed at the required frequency {every 12
hours)? Yes? or No?
Action

a. If the mid-point individuat standard mixture analysis is not performed at the required frequency,
qualify all associated sample and blank results as unusable (R).
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Allcnleraweremet _ X
Cniena were nol me!
andior see below

CALIBRATION VERIFICATION

Compliance requirements for satisfactory instrument calibration are established to ensure that the
instrument is capable of producing and maintaining acceptable quantitative data.

Date of initial calibration: 05/16/16
Dates of initial calibration verification:_05/16/16
Dates of continuing calibration:_05/31/16;_06/01/16;_06/02/16;_06/03/16
Dates of final calibration 05/31116;_ 06/01/16;_06/02/16;_06/03/16

Instrument ID numbers: GC1G
Matrix/Level: Aqueousflow
Date of initial calibration; 05/24/16: 06/06/16
Dates of initial calibration verification:_05/24/16 06/06/16
Dates of continuing calibration: 06/02/16; 06/07/16
Dates of final calibration 06/02/16; 06/07/16
Instrument ID numbers: GCAG
Matrix/Level: Aqueous/low
DATE LAB FILE | CRITERIA OUT COMPOUND SAMPLES AFFECTED
1Dt RFs, %RSD, %D, r
GC1G
05/31116 | ¢c3988-50 29.8/26.8 Endrin ketone | JC21229-3; -4

Initial and initial calibration verification within the guidance document performance criteria.
Continuing calibration % differences meet the performance criteria in at least one of the two
columns except in the cases described in this document Final calibration verification included in
data. % differences meet the performance criteria in at least one of the two columns.

Note: No action taken on samples JC21229-3 and JC21229-4, samples re-tested on
06/03/16. No qualification required.

Criteria

Are a five point calibration curve delivered with concentration levels as shown in Table 3 of SOP
HW-36A, Revision 0, June, 2015? Yes? or No?

Actions

If the standard concentrations listed in Table 3 are not used, use professional judgment to evaluate the
effect on the data
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Criteria

Are RT Windows calculated correctly? Yes? or No?
Action

Recalculate the windows and use the corrected values for all evaluations.

Criteria

Are the Percent Relative Standard Deviation {(%RSD) of the CFs for each of the single component

target compounds less than or equat fo 20.0%, except for alpha-BHC and delta-BHC?
Yes? or No?

Are the %RSD of the CFs for alpha-BHC and delta-BHC less than or equal to 25.0%. _Yes? or No?
Is the %RSD of the CFs for each of the Toxaphene peaks must be < 30% when 5-point ICAL is

performed? Yes? or No?

Is the %RSD of the CFs for the two surrogates (tetrachloro-m-xylene and decachlorobiphenyl) less than
or equal to 30.0%. Yes? or No?
Action

a, If the %RSD criteria are not met, qualify detects as estimated (J) and use professional judgment to
qualify non-detected target compounds.
b. If the %RSD criteria are within allowable limits, no qualification of the data is necessary

Continuing Calibration Checks

Criteria

Is the continuing calibration standard analyzed at the acceptable time intervals?  Yes? or No?
Action

a. If more than 14 hours has elapsed from the injection of the instrument blank that begins an
analytical sequence (opening CCV) and the injection of either a PEM or mid-point concentration of
the Individual Standard Mixtures (A and B) or (C), qualify all data as unusable (R).

b. If mare than 12 hours has elapsed from the injection of the instrument blank that begins an
analytical sequence (opening CCV) and the injection of the last sample or blank that is part of the
same analytical sequence, qualify all data as unusable (R).

c. If more than 72 hours has elapsed from the injection of the sample with a Toxaphene detection
and the Toxaphene Calibration Verification Standard (CS3), qualify all data as unusable (R).
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All cntena were met __X___
Critena were not mel

andlor see below
Criteria
Is the Percent Difference (%D) within +25.0% for the PEM sample? Yes? or No?
Action

a. Qualify associated detects as estimated (J) and non-detects as estimated (UJ).
Criteria

For the Calibration Verification Standard (CS3); is the Percent Difference (%D) within +25.0%?
Yes? or No?

Action

Qualify associated detects as estimated (J) and non-detects as estimated (UJ).

Criteria

Is the PEM 4,4'-DDT % Breakdown >20.0% and 4,4'-DDT is detected? Yes? or No?
Action

a. Qualify detects for 4,4'-DDT; detects for 4,4-DDD; and detects for 4,4'-DDE as estimated (J)
b. Non-detected associated compounds are not qualified

Criteria

Is the PEM 4,4'-DDT % Breakdown >20.0% and 4,4-DDT is not detected Yes? or No?
Action

a. Qualify non-detects for 4,4- DDT as unusable (R }

b. Qualify detects for 4,4'-DDD as tentatively identified (NJ)
c. Qualify detects for 4,4'-DDE as tentatively identified {NJ)

Criteria

Is the PEM Endrin % Breakdown >20.0% and Endrin is detected? Yes? or No?

10
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Action

a. Qualify detects for Endrin; detects for Endrin aldehyde; and detects for Endrin ketone as

estimated (J)
b. Non-detected associated compounds are not qualified

Criteria

Is the PEM Endrin % Breakdown >20.0% and Endrin is not detected Yes? or No?
Action

a. Qualify non-detects for Endrin as unusable (R )

b. Qualify detects for Endrin aldehyde as tentatively identified (NJ)
¢. Qualify detects for Endrin ketone as tentatively identified (NJ)

A separate worksheet should be filled for each initial curve

11
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All ctena were mel __ %
Criteria were nol me!
andlorseebelow

BLANK ANALYSIS RESULTS (Sections 1 & 2)

The assessment of the blank analysis results is to determine the existence and magnitude of
contamination problems. The criteria for evaluation of blanks apply only to blanks associated with
the samples, including trip, equipment, and laboratory blanks. If problems with any blanks exist, all
data associated with the case must be carefully evaluated to determine whether or not there is an
inherent variability in the data for the case, or if the problem is an isolated occurrence not affecting
other data.

List the contamination in the blanks below. High and low levels blanks must be treated separately.

CRQL concentration N/A

Laboratory blanks

DATE LABID LEVEL/ COMPOUND CONCENTRATION
ANALYZED MATRIX UNITS

_No_target_analytes_detected_in_method_blanks_at_a_reporting_limit_of_0.01_and_0.001_ug/L.

Field/Equipment/Trip blank

DATE LABID LEVEL/  COMPOUND CONCENTRATION
ANALYZED MATRIX UNITS

_No_target_analytes_detected_in_the_equipment_blank._No_fieldrip_blanks_analyzed with_this
_data_package.

12



DATA REVIEW WORKSHEETS

BLANK ANALYSIS RESULTS (Section 3)

Blank Actions

All cnlena were mel _%___
Critena were nol met
andfor see below _____

Action Levels (ALs) should be based upon the highest concentration of contaminant determined in
any blank. Do not qualify any blank with another btank. The ALs for samples which have been
diluted should be corrected for the sample dilution factor and/or % moisture, where applicable. No
positive sample results should be reported unless the concentration of the compound in the

samples exceeds the ALs:

The concentration of non-target compounds in all blanks must be less than or equal to 10 pg/L.
The concentration of each target compound found in the method or field bianks must be less than

its CRQL listed in the method.

Data concerning the field blanks are not evaluated as part of the CCS process. If field blanks are
present, the data reviewer should evaluate this data in a similar fashion as the method blanks.

Specific actions are as follows:

Blank Actions for Pesticide Analyses

Blank Type Blank Result Sample Result Action for Samples
Detects Not detected No qualification required
<CRQL <CRQL Report CRQL value with a U
2 CRQAL No qualification required
Method, Sulfur <CRAL Report CRQL value with aU
Cleanup, 2 CRQL and = blank Report blank value for
Instrument, Field, > CRQL concentration sample concenfration with a
TCLP/SPLP U
2 CRQL and > blank No qualification required
concentration
=CRQL < CRQL Report CRQL value with a U
> CRQL No qualification required
Gross contamination | Detects Report blank value for
sample concentration with a
U

13




DATA REVIEW WORKSHEETS

Ali cntena were mel __X
Cniena were nol mel

and/or see below

CONTAMINATION
SOURCE/LEVEL

COMPOUND

CONC/UNITS

AL/UNITS

SQL

AFFECTED SAMPLES

14
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All cntena were mel __¥___
Crlena were nol mel
and/or see below T

SURROGATE SPIKE RECOVERIES

Laboratory performance of individual samples is established by evaluation of surrogate spike
recoveries. All samples are spiked with surrogate compounds prior to sample analysis. The
accuracy of the analysis is measured by the surrogate percent recovery. Since the effects of the
sample matrix are frequently outside the control of the laboratory and may present relatively unique
problems, the validation of data is frequently subjective and demands analytical experience and
professional judgment.

List the percent recoveries (%Rs) which do not meet the criteria for surrogate recovery.

Matrix:_Aqueous
Lab Lab
Sample ID File ID S1a S1b 82a 8S2b

JC21229-3  1G123741D 117 117 69 a1
JC21229-3  1G1238210 9 88 46 52
JC21229-4  1G123826D0 100 89 50 54
OP94349-BS1 1G123693D 118 115 105 131*¢c
OP94349-BSD 1G123710D0 79 79 83 93
OP94349-MB1 1G123746D 104 95 124*¢c 131*¢c
OP94431-BS1 1G123820D 86 85 84 93
OP94431-MB1 1G123819D 96 87 87 92
OP94431-MS  1G123827D 90 83 34 38
0P94431-MSD 1G123828D 95 87 33 37

Surrogate Recovery
Compounds Limits

S1 = Tetrachloro-m-xylene 26-132%
S2 = Decachiorobiphenyt 10-118%
(a) Recovery from GC signal #1

() Recovery from GC signal #2

(c) Qutside the QC limits.

Note: Surrogate recoveries within laboratory control limits except in the cases described
in this document. No action taken, QC sample {method biank) not qualified.
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Matrix;_Soil
Lab Lab
Sample ID File iD S1a S1b S2a 82b

JC21229-1 4G68955.0 83 75 84 74
JC21229-2  4G68956.D 87 78 08 89
OP94393-851 4G68826.0 70 71 98 59
OP94393-MB1 4G68825.0 81 79 117 65
OP94393-MS 4G68833.D 70 64 85 72
OP94393-MSD 4G68834D 63 57 65 57

Surrogate Recovery
Compounds Limits

S1 = Tetrachloro-m-xylene 24-136%
52 = Decachlorobiphenyl 10-153%
(a) Recovery from GC signal #1

(b) Recovery from GC signal #2

Note: Sumrogate recoveries within laboratory control limits.
Actions:

a. For any surrogate recovery greater than 150%, qualify detected target compounds as biased high
{(J4).
b. Do not qualify non-detected target compounds for surrogate recovery > 150 %.
c. If both surrogate recoveries are greater than or equal to 30% and less than or equal to 150%, no
qualification of the data is necessary.
d. For any surrogate recovery greater than or equal to 10% and less than 30%, qualify detected target
compounds as biased low (J-).
e, For any surrogate recovery greater than or equal to 10% and less than 30%, qualify non-detected
target compounds as approximated {UJ).
f. If low surrogate recoveries are from sample dilution, professional judgment should be used to
determine if the resulting data should be qualified. If sample dilution is not a factor:

I. Qualify detected target compounds as biased low (J-).

ii. Qualify non-detected target compounds as unusable (R).
g. If surrogate RTs in PEMSs, Individual Standard Mixtures, samples, and blanks are outside of the
RT Windows, the reviewer must use professional judgment to qualify data.
h. if surrogate RTs are within RT windows, no qualification of the data is necessary.
i. If the two surrogates were not added to all samples, MS/MSDs, standards, LCSs, and blanks,
use professionai judgment in qualifying data as missing surrogate analyte may not directly apply to
target anatytes.
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Summary Surrogate Actions for Pesticide Analyses

Action*
Criteria Detected Target Non-detected Target
Compounds Compounds
%R > 150% J+ No gualification
30% < %R < 150% No qualification
10% < %R < 30% J- uJ
%R < 10% (sample dilution not a factor) J- R
%R < 10% {sample dilution is a factor) Use professional judgment
RT out of RT window Use professional judgment
RT within RT window No qualification
* Use professional judgment in qualifying data, as surrogate recovery problems may not

directly apply to target analytes.
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Alicntenaweremet __ X____
Cnitena were not met
andlor see below

MATRIX SPIKE/MATRIX SPIKE DUPLICATE (MSMSD)

This data is generated to determine long term precision and accuracy in the analytical method for
various matrices. This data alone cannot be used to evaluate the precision and accuracy of
individual samples. if any % R in the MS or MSD falls outside the designated range, the reviewer
should determine if there are matrix effects, i.e. LCS data are within the QC limits but MSMSD
data are outside QC fimit.

1. MSMSD Recoveries and Precision Criteria

Data for MS and MSDs will not be present unless requested by the Region.
Notify the Contract Laboratory Program Project Officer (CLP PO) if a field blank was used for the
MS and MSD, unless designated as such by the Region.

NOTE: For a Matrix Spike that does not meet criteria, apply the action to only the field
sample used to prepare the Matrix Spike sample. If it is clearly stated in the data validation
materials that the samples were taken through incremental sampling or some other
method guaranteeing the homogeneity of the sample group, then the entire sample group
may be qualified.

List the %Rs, RPD of the compounds which do not meet the criteria.

Sample ID:___JC21223-27 Matrix/Level: Soil____
Sample ID:_JC21247-3 Matrix/Level:___Aqueous__
MS OR MSD COMPOUND %R RPD QCLIMITS ACTION

Note: MS/MSD % recoveries and RPD within laboratory control limits.
Action
No qualification of the data is necessary on MS and MSD data alone. However, using professional

judgment, the validator may use the MS and MSD results in conjunction with other QC criteria and
determine the need for some qualification of the data.

A separate worksheet should be used for each MS/MSD pair.
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All cnileria were met __ %
Crileria were not met
andior see below

LABORATORY CONTROL SAMPLE (LCS) ANALYSIS

This data is generated to determine accuracy of the analytical method for various matrices.

1. LCS Recoveries Criteria

LCS Spike Compound Recovery Limits (%)

| gamma-BHC 50-120
Heptachlor epoxide 50-150
Dieldrin 30-130
4, 4-DDE 50-150
Endrin 50-120
Endosulfan sulfate 50-120
trans-Chlordane 30-130
Tetrachloro-m-xylene (surrogate) 30-150
Decachlorobiphenyl (surrogate) 30-150

LCS concentrations:____0.25_ug/;_16.7_ug/kg

List the %R of compounds which do not meet the criteria
LCSID COMPOUND %R QC LMIT

Note: RPD for Aldrin exceed in-house control limits for blank spike/blank spike duplicate.
No action taken. No qualification made on RPD results, professional judgment.

Action

The following guidance is suggested for qualifying sample data for which the associated LCS does
not meet the required criteria.

a. If the LCS recovery exceeds the upper acceptance limit, qualify detected target compounds as
estimated (J). Do not qualify non-detected target compounds.

b. If the LCS recovery is less than the lower acceptance limit, qualify detected target compounds
as estimated (J} and non-detects as unusable (R).

c. Use professional judgment to qualify data for compounds other than those compounds that are
included in the LCS.
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d. Use professional judgment to qualify non-LCS compounds. Take into account the compound
class, compound recovery efficiency, analytical problems associated with each compound, and
comparability in the performance of the LCS compound to the non-L.CS compound.

e. If the LCS recovery is within alowable limits, no qualification of the data is necessary.

2. Frequency Criteria:
Where LCS analyzed at the required frequency and for each matrix? Yes or No.

If no, the data may be affected. Use professional judgment to determine the severity of the effect
and qualify data accordingly. Discuss any actions below and list the samples affected.

Note: Blank spike/blank spike duplicate analyzed for aqueous matrices. % recoveries
and RPD within laboratory control limits.
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All cniena were me!
Critena were not met
and/or see below __ MA_

FLORISIL CARTRIDGE PERFORMANCE CHECK
NOTE: Florisil cartridge cleanup is mandatory for all extracts.
Criteria

Is the Florisil cartridge performance check conducted at least once on each lot of cartridges used
for sample cleanup or every 6 months, whichever is most frequent? Yes? or No?

Criteria

Are the results for the Flonsil Cartridge Performance Check solution included with the data
package? Yes? or No?

Note: If % criteria are not met, examine the raw data for the presence of polar
interferences and use professional judgment in qualifying the data as follows:

Action:

a. If the Percent Recovery is greater than 120% for any of the pesticide target compounds in the
Florisil Cartridge Performance Check, qualify detected compounds as estimated (J). Do not qualify
non-detected target compounds.

b. If the Percent Recovery is greater than or equal to 80% and less than or equal to 120% for all
the pesticide farget compounds, no qualification of the datais necessary.

c. If the Percent Recovery is greater than or equal to 10% and less than 80% for any of the
pesticide target compounds in the Florisil Cartridge Performance Check, qualify detected target
compounds as estimated (J) and non-detected target compounds as approximated (UJ).

d. If the Percent Recovery is less than 10% for any of the pesticide target compounds in the Florisil
Cartridge Performance Check, qualify detected compounds as estimated {J) and qualify non-
detected target compounds as unusable (R).

e. If the Percent Recovery of 2,4,5-trichiorophenol in the Florisil Cartridge Performance Check is
greater than or equal to 5%, use professional judgment to qualify detected and non-detected target
compounds, considering interference on the sample chromatogram.

Note: State in the Data Review Namative potential effects on the sample data resulting
from the Florisil Cartridge Performance Check analysis not yielding acceptable
results.

Note:_ No information for florisil cartridge performance check included in data package.

There is evidence that Florisil cartridges were used for sample extraction/clean-up.
No qualification of the data performed, professional judgment.
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All cntenia were met _ N/A
Critena were not met
andlor see below

GEL PERMEATION CHROMATOGRAPHY (GPC) PERFORMANCE CHECK
NOTE: GPC cleanup is mandatory for all soil samples.

If GPC criteria are not met, examine the raw data for the presence of high molecular weight
contaminants; examine subsequent sample data for unusual peaks; and use professional judgment
in qualifying the data. Notify the Contract Laboratory Program Project Officer (CLP PO) if the
laboratory chooses to analyze samples under unacceptable GPC criteria.

Action:

a. If the Percent Recovery is less than 10% for the pesticide compounds and surrogates during the
GPC calibration check, the non-detected target compounds may be suspect, qualify detected
compounds as estimated {J).

b. If the Percent Recovery is less than 10% for the pesticide compounds and surrogates during the
GPC calibration check, qualify all non-detected target compounds as unusable (R).

c. If the Percent Recovery is greater than or equal to 10% and is less than 80% for any of the
pesticide target compounds in the GPC calibration, qualify detected target compounds as
estimated (J) and non-detected target compounds as approximated (UJ).

d. if the Percent Recovery is greater than or equal to 80% and less than or equal to 120% for all
the pesticide target compounds, no qualification of the data is necessary.

e. If high recoveries {i.e., greater than 120%) were obtained for the pesticides and surrogates
during the GPC calibration check, qualify detected compounds as estimated (J). Do not qualify
non-detected target compounds.

Note: State in the Data Review Narrative potential effects on the sample data resulting
from the GPC cleanup analyses not yielding acceptable results.

Note:_ No information for performance of GPC cleanup included in data package. No
qualification of the data performed, professional judgment.
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All critena were met __ X
Crilena were nol mel

and/or see below
TARGET COMPOUND IDENTIFICATION
Criteria:
1. Is Retention Times (R7s) of both of the surogates and reported target compounds in each
sample within the calculated RT Windows on both columns? Yes? or No?

2. Is the Tetrachloro-m-xylene (TCX) RT +0.05 minutes of the Mean RT (RT) determined from the
initial calibration and Decachlorobiphenyt (DCB) within +0.10 minutes of the RT determined from
the initial calibration? Yes? or No?

3. ts the Percent Difference (%D) for the detected mean concentrations of a pesticide target
compound between the two Gas Chromatograph (GC) columns within the inclusive range of + 25.0
%"? Yes? or No?

4. When no analytes are identified in a sample; are the chromatograms from the analyses of the
sample extract and the low-point standard of the initiat calibration associated with those analyses
on the same scaling factor? Yes? or No?

5. Does the chromatograms display the Single Component Pesticides (SCPs) detected in the
sample and the iargest peak of any multi-component analyte detected in the sample at less than
full scale. Yes? or No?

6. If an extract is diluted; does the chromatogram display SCPs peaks between 10-100% of full
scale, and multi-component analytes between 25-100% of full scale? Yes? or No?

7. For any sample; does the baseline of the chromatogram return to below 50% of fuli scale before
the elution time of alpha-BHC, and also return to below 25% of full scale after the elution time of
alpha-BHC and before the elution time of DCB? Yes? or No?

8. If a chromatogram is replotted electronically to meet these requirements; is the scaling factor
used displayed on the chromatogram, and both the initial chromatogram and the replotted
chromatogram submitted in the data package. Yes? or No?

Action:
a. If the qualitative criteria for both columns were not met, all target compounds that are reported
as detected should be considered non-detected.
b. Use professional judgment to assign an appropriate quantitation limit using the following
guidance:
i. If the detected target compound peak was sufficiently outside the pesticide RT
Window, the reported values may be a false positive and should be replaced with
the sample Contract Required Quantitation Limits (CRQL) value.
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i, If the detected target compound peak poses an interference with potential
detection of another target peak, the reported value should be considered and
qualified as unusable (R).

c. If the data reviewer identifies a peak in both GC column analyses that falls within the appropriate
RT Windows, but was reported as a non-detect, the compound may be a false negative. Use
professional judgment to decide if the compound should be included.

Note: State in the Data Review Narmative all conclusions made regarding target
compound idenfification.

d. If the Toxaphene peak RT windows determined from the calibration overlap with SCPs or
chromatographic interferences, use professional judgment to qualify the data.

e. If target compounds were detected on both GC columns, and the Percent Difference between
the two results is greater than 25.0%, consider the potential for coelution and use professionat
judgment to decide whether a much larger concentration obtained on one column versus the other
indicates the presence of an interfering compound. If an interfering compound is indicated, use
professional judgment to determine how best to report, and if necessary, qualify the data according
to these guidelines.

f. If Toxaphene exhibits a marginat pattern-matching quality, use professional judgment to establish
whether the differences are due to environmental “weathering” (i.e., degradation of the earlier
eluting peaks relative to the later eluing peaks). If the presence of Toxaphene is strongly
suggested, report results as presumptively present {N).

GAS CHROMATOGRAPHMASS SPECTROMETER (GC/MS) CONFIRMATION

NOTE: This confirmation is not usually provided by the Iaboratory. In cases where it is
provided, use professional judgment to determine if data qualified with “C” can be
salvaged if it was previously qualified as unusable (R}.

Action:

a. If the quantitative criteria for both columns were met (= 5.0 ng/uL for SCPs and 2 125 ng/pL for
Toxaphene), determine whether GC/MS confirmation was performed. If it was performed, qualify
the data using the following guidance:
i. If GCMS confirmation was not required because the quantitative criteria for both
columns was not met, but it was stilt performed, use professional judgment when
evaluating the data to decide whether the detect should be qualified with “C".
il If GCMS confirmation was performed, but unsuccessful for a target compound
detected by GC/ECD analysis, qualify those detects as “X".
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All cnlena were met ___X___
Critena were not mei
andfor see below

COMPOUND QUANTITATION AND REPORTED CONTRACT REQUIRED QUANTITATION
LIMITS (CRQLS)

The sample quantitation evaluation is to verify laboratory quantitation resuits. In the space below,
please show a minimum of one sample calculation:

JC21229-1 Decachlorobiphenyl RF =0.744

[] (254.3 x 109)(50)/(502.0 X 108)(0.744)

33.7 ppb Ok

Action:

a. If sample quantitation is different from the reported value, qualify result as unusable (R).

b. When a sample is analyzed at more than one dilution, the lowest CRQLs are used unless a QC
exceedance dictates the use of the higher CRQLSs from the diluted sample.

c. Replace concentrations that exceed the calibration range in the original analysis by crossing out
the "E” and its corresponding value on the original reporting form and substituting the data from the
diluted sample.

d. Results between the MDL and CRQL should be qualified as estimated {J).

e. Results less than the MDL should be reported at the CRQL and qualified (U). MDLs themselves
are not reported.

f. For non-aqueous samples, if the percent moisture is less than 70.0%, no qualification of the data
is necessary. If the percent moisture is greater than or equal to 70.0% and less than 90.0%, qualify
detects as estimated (J) and non-detects as approximated (UJ). If the percent moisture is greater
than or equal to 90.0%, qualify detects as estimated {J) and non-detects as unusable (R) {see
Table).

Percent Moisture Actions for Pesticide Analysis for Non-Aqueous Samples

Criteria Action
Detected Associated Non-detected Associated
Compounds Compounds

% Moisture < 70.0 No qualification

70.0 < % Moisture < 90.0 |J uJ

% Moisture > 90.0 J R
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List samples which have < 50 % solids

Note: If any discrepancies are found, the Region's designated representative may
contact the laboratory to obtain additional information that could resolve any
differences. If a discrepancy remains unresolved, the reviewer must use
professional judgment to decide which value is the most accurate. Under these
circumstances, the reviewer may determine that qualification of data is warranted.
Note in the Data Review Namative a description of the reasons for data
qualification and the qualification that is applied to the data.

Dilution performed

SAMPLE ID DILUTION FACTOR | REASON FOR DILUTION
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Alt criteria were met __N/A
Cniena were nol mel
and/or see below

FIELD DUPLICATE PRECISICN

NOTE: In the absence of QAPP guidance for validaing data from field duplicates, the
following action will be taken.

Field duplicates samples may be taken and analyzed as an indication of overall precision. These
analyses measure both field and lab precision; therefore, the results may have more variability than
laboratory duplicates which only laboratory performance. It is also expected that soil duplicate
results will have a greater variance than water matrices due to difficulties associated with collecting
identical field duplicate samples. Identify which samples within the data package are field duplicates.
Estimate the relative percent difference (RPD) between the values for each compound. if iarge RPDs
(> 50%) is observed, confirm identification of samples and note difference in the executive summary.

Sample IDs: - Matrix: -

COMPOUND SQL | SAMPLE DUPLICATE RPD | ACTION
ug/L | CONC. CONC.

No fieldflaboratory duplicate analyzed with this data package. LCS/LCSD % recoveries RPD used
to assess precision. RPD within the required criteria of < 50 %.

Actions:

a. Qualify as estimated positive results (J) and nondetects (UJ) for the compound that exceeded
the above criteria. For organics, only the sample and duplicate will be qualified.

b. If an RPD cannot be calculated because one or both of the sample resuits is not detected, the
following actions apply:

I If one sample result is not detected and the other is greater than 5x the SQL
qualify (J/UJ).

i If one sample value is not detected and the other is greater than 5x the SQL and
the SQLs for the sample and duplicate are significantly different, use professional
judgment to determine if qualification is appropriate.

il If one sample value is not detected and the other is less than 5x, use professional
judgment fo determine if qualification is appropriate.

iv. If both sample and duplicate results are not detected, no action is needed.
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OVERALL ASSESSMENT OF DATA

Action:
1. Use professional judgment to determine if there is any need to qualify data which were not
qualified based on the Quality Controt (QC) criteria previously discussed.

2. Write a brief narrative to give the user an indication of the analytical limitations of the data.

Note: The Contract Laboratory Program Project Officer (CLP PO) must be informed if
any inconsistency of the data with the Sample Delivery Group (SDG) Narrative. If
sufficient information on the intended use and required quality of the data is
available, the reviewer should include their assessment of the usability of the data
within the given context. This may be used as part of a formal Data Quality
Assessment (DQA).

Overall assessment of the data: Results are valid; the data can be used for
decision making purposes.
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